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ABSTRACT 
Tele-surgery is one of the emerging fields which combine engineering and medical sciences. 
Application of tele-surgery can be found in remote communities, war-zones and disaster-
stricken areas. One of the most complex and tedious issue in tele-surgery is needle insertion. 
The surgeon relies on haptic feedback during needle insertion. The force exerted on needle 
during insertion is measured and reproduced at surgeon's end is known as haptic feedback. 
The realistic force reproduction requires haptic feedback device which should be 
dynamically identical to needle. The haptic feedback device enables the surgeon to sense the 
needle insertion remotely. 
The basic objective of this thesis is to design a device used for needle insertions in soft tissue. 
The force information from needle insertions is measured by a sensor. The force feedback 
produced by the device can be used in robot-assisted needle insertion. A device is designed 
for reality-based data that results in more accurate representation of a needle insertion haptic 
feedback scenario. 
The device is modeled dynamically and it is clear from the model that the reactive force is 
reproduced by the friction forces which is controlled by the motors. The system is sensitive 
to mass of rollers, mass ofthe stick and friction between the stick and rollers. 
The needle insertion force is modeled in three parts; force due to capsule stiffness, friction, 
and cutting. The force due to capsule stiffness is modeled terms of three components namely 
diameter of needle, elasticity of tissue and deformation of tissue. The data from model is 
compared with real time force data. The haptic feedback device input and output forces are 
compared and the highest correlation factor is 82%. The sensitivity analysis of the device is 
performed. The capsule stiffness force for 0.9 millimeter diameter needle is 0.98 Newton, the 
stiffness force for 0.8 millimeter is 0.91 Newton and stiffness force for 0.6 millimeter 
diameter is 0.4 I Newton. The capsule stiffness force for 0.6 millimeter needle is not 
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following the capsule stiffness model. The insertion force data was collected on chicken skin 
and meat. 
The device designed in this work is having one degree of freedom; it only produces force 
feedback for vertical needle insertion. This design is not able to produce the force feedback 
for angular needle insertion. 
Graphical User Interface is designed for the visual haptic feedback. The data acquisition is 
done with the help of a PC sound card. Future work should include the design of a multi-
degree of freedom haptic feedback device and to advance the GUI for audio feedback that 
may be extended to accommodate the design of a simulator. 
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A new technology emerging in the field of surgery is tele-surgery [1). In this new 
technology, surgeons perform surgery over the patient from a distant place remotely. This 
technology saves the traveling time of the surgeons. In this type of surgery, robots are 
used to perform the surgery [2). The robot at the patient's end is known as slave, 
controlled by the master at surgeon's end. The console by which the surgeon controls the 
slave is known as the master. The surgeon gives a command to the master. The command 
is communicated to the slave electronically by the use of Internet and the slave performs 
the requested actions accordingly. However, there are some limitations to telesurgery. 
The most drastic is the lack of information about the kinesthetics of the environment of 
the slave to the master. The same kinesthetic environment needs to be re-produced at the 
master. This is achieved with the help of a haptic feedback device. 
1.1 Haptic Feedback 
The term haptic comes from the Greek which means pertaining to the sense of touch. 
Haptic technology refers to the technology which interfaces the user via the sense of 
touch by applying forces, vibrations and motions to the user. This mechanical stimulation 
is used to create haptic information [3). 
One of the earliest forms of haptic device is used in lighter aircraft without servo systems. 
As the aircraft approaches a stall, the aerodynamic buffeting is felt in the pilot's controls 
via a system of mass and spring. This is a useful warning to the pilot of a dangerous flight 
condition. This control shake is not felt when servo control systems are used in the 
aircraft. To replace this missing clue, the angle of attack is measured, and when it 
approaches the critical stall point a "stick shaker" (an unbalanced rotating mass) is 
engaged, simulating the effects of a simpler control system. This is known as haptic 
feedback or force feedback device [4]. 
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1.2 Application of Haptic Feedback 
Haptic feedback is applied in numerious fields. Tele-operators are remote controlled 
robotic tools. When contact forces are reproduced to the operator, it is called haptic tele-
operation. In haptic tele-operations, the force applied on the robotic tool is sensed. Data is 
generated by the sensor accordingly and transferred to the device which produces the 
opposing force to the user applied force. 
The first electrically-actuated teleoperators were built in the 1950's to remotely handle 
radioactive substances [5]. Since then, the use of "force feedback" has become more 
widespread in all kinds ofteleoperators. 
Haptic feedback plays a key role in stations where visual feedback environment is 
limited. Unmanned aerial vehicle is one of such cases [6). The UA V uses haptic feedback 
to inform the operator about obstacles to avoid collision. In this kind of research, the 
UAV is surrounded by proximity sensors measuring the proximity of the obstacles. When 
the obstacle passes by the proximity limit, a force feedback is produced according to the 
distance between the UA V and the obstacle. The same design criteria is used to design 
omni-directional wheel chair. The wheel chair has the same mechanism to measure the 
proximity of the obstacle [7]. It gives an audio feedback to the wheel chair user. The 
strength of the audio signal is proportional to the distance of the obstacle. 
Minimal invasive surgery is one type of tele-surgery. In minimal invasive surgery, the 
surgeon controls the manipulation from a remote place. In this type of surgery, small 
incisions are made in the body of the patient. In other words, the surgery is performed 
inside the body of the patient. An instrument equipped with a gripper and a camera is 
inserted in the body of the patient. Minimal invasive surgeries have advantages over open 
surgeries. The recovery time is less compared to open surgery. The minimal invasive 
surgery can be performed manually or autonomously. In both cases, the surgeon needs a 
force feedback from the instrument in the body of the patient. 
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The lack of force feedback can cause tissue damage and life-threatening surgical 
mistakes. These mistakes can make the surgery more painful and hectic. In the case of 
complicated surgery such as cardiac surgery, force feedback is more favorable for a 
successful surgery as it decreases the complication of the surgery by canceling the beats 
of the heart. 
In tele-surgery, needle insertion is one complicated task for the surgeon, especially in soft 
tissue. Precutaneous therapy mostly involves the tubular delivery of devices such as 
needles, trocars, bone drills and screws tightening etc. To achieve the desired depth or 
location, intra-operative imaging devices are normally used. Haptic feedback devices are 
also used for the location and depth accuracy. During surgery, use of imaging devices 
such as CT, MRI, ultrasound, and fluoroscopy can make the surgery more complicated 
and requires more workspace. The imaging devices have the shortcoming that the 
operator has to refer to them at all times and is thus more laborious. More importantly, 
these devices do not provide kinesthetic information to the operator. 
The kinesthetic information of the environment can be made known to the operator by 
haptic feedback. The operator can then sense the force applied on the tissues. Accuracy of 
the depth and location of the insertion can be achieved if the operator knows how much 
force is required for the layer that is in the path of the needle. 
Minimal invasive surgery is the surgery in which a small incision is made in the body of 
the patient. In this surgery, the vision of the operator is limited due to small workspace. 
Therefore, haptic feedback can play a key role by enabling the operator to apply and 
control the force precisely. Therefore, the force feedback of the needle is essential to 
avoid any trauma, which may cause surgery complications and longer recovery of the 
patient. 
As mentioned earlier, the surgeon performs robotic surgery remotely. The needle 
insertion is a complicated task in robotic surgery and the surgeon needs the kinesthetic 
information about the needle. The surgeon has to avoid slip-over of the needle over soft 
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tissue and thus force feedback will help him. To avoid slip-over, the surgeon changes the 
direction of his applied force. The surgeon needs to be sure that the needle is inserted; he 
must thus have force feedback of the piercing needle. To avoid over-insertion of the 
needle due to soft tissue, haptic feedback is used to pull the needle back to compensate 
for the overshoot. Hence, needle insertion in robotic surgery and minimal invasive 
surgery can be performed easily with the help of haptic feedback device. 
1.3 Background 
In haptic feedback, the sensor system senses the force. The sensor data is given to the 
safety monitoring system, which ensures the safety limits. At the surgeon's end, the 
actuators reproduce the force at the patient's end. The force applied at the surgeon's end 
is also sensed for comparison with that at the patient's end. A tactile sensor is used to 
sense the stiffness of the patient's tissues. The tactile feedback is reproduced on the 
screen and visual feedback to the surgeon is given by the laparoscope. Consequently, the 
surgeon can observe the internal action along with sensing the forces and stiffness of the 
tissues. 
Master ~ Slave Manipulator ------- (? Manipulator 
Encoder .. 
------- ~ Encoder 
.. Master /Slave Safety ~ 
Control Monitor 
-Force-Torque ~ Force-Torque Sensor .. .. ------- ~ Sensor 
Tactile l Tactile Sensor Display I Tactile I + Surgeon Information 
Patient 
I Video Display L Laparoscope I 
I I I 
Figure 1.1: Haptic feedback system 
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The current study is based on a needle insertion haptic feedback model. The needle 
insertion forces model is based on the total forces acting on the needle during insertion. 
This model considers the force as a function of depth of the needle. Secondly, needle 
indentation model is based on the piercing force of the needle. The indentation model 
considers properties of the tissue. 
1.4 Problem statement 
The needle insertion is one of the most complicated tasks during tele-surgery. The lack of 
needle insertion force feedback makes this task more hectic than open surgery. Therefore, 
a haptic feedback device is needed to be designed, which enables the surgeon to sense the 
force exerted on needle during insertion. The device should require less workspace and 
reproduce output force identical to actual force sensed by the force sensor. The device 
should be dynamically identical to the needle. Furthermore, the device should enable the 
surgeon to sense the piercing of the tissue. 
1.5 Objectives and Scope 
This study is focuses on the design of the haptic feedback system for needle insertion. A 
prototype of the haptic feedback device is designed and analyzed. A dynamic model of 
the device is presented. The device is mathematically modelled. A graphical user 
interface (GUI) prototype is designed for visual haptic feedback. The real-time needle 
insertion experiment is performed on chicken skin. Visual haptic feedback for the 
experiment is reproduced on GUI. 
Different needle insertion models are studied and simulated and comparison of results 
between experiment and model is made. Interface circuitry is designed for haptic 
feedback device and needle insertion sensor system. Data logging is performed and 
applied with the help of Pocket data logger XR440 and data acquisition is achieved using 
MATLAB. The Graphical user interface is designed in GUI MA TLAB. The dynamics of 
the haptic feedback device is studied and the device is modeled dynamically. Haptic 
feedback reproduction is correlated with input signal of the device and correlation profile 
is found. This work can be used as a foundation for the future work on haptic feedback 
device. 
1.6 Thesis Organization 
This thesis is structured as follows. Chapter 2 presents literature review of the haptic 
feedback device. Chapter 3 presents the mechanical setup and experimental setup for 
needle insertion and haptic feedback of the needle insertion. Chapter 4 presents the 
needle insertion force model identification and results of the haptic feedback device. 





The haptic feedback is playing important in the fields where hand-eye coordination is not 
good. Haptic feedback devices are used for reproduction of haptic feedback. In this 
chapter section 2.2 discusses haptic feedback devices.The section 2.3 discusses the 
telesurgery systems used for surgery. The section 2.4 discusses the importance of haptic 
feedback in needle insertion. The section 2.5 discusses the needle insertion models 
presented by the researchers. 
2.2 Haptic Feedback Devices 
Haptics is gaining widespread acceptance as a key part of virtual reality systems, adding 
the sense of touch to previously visual-only solutions such as 'The Wedge' and more 
recently in laptop-based VR solutions such as the '3D-Mobile Immersive Workstation' 
[ 14 ], as shown in Figure 2.1. Most of these solutions use stylus-based haptic rendering, 
where the user interfaces the virtual world via a tool or stylus, giving a form of 
interaction that is computationally realistic in today's hardware. 
Figure 2.1 3D-Haptic feedback device. 
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Shadow Dexterous Robot Hand (SDRH) uses the sense of touch, pressure, and position to 
reproduce the human grip in all its strength, delicacy and complexity. The SDRH was 
developed by Richard Greenhill and his team of engineers in Islington, London, as part of 
The Shadow Project (now known as the Shadow Robot Company), an ongoing research 
and development program whose goal is to complete the first convincing humanoid. An 
early prototype can be seen in NASA's collection of humanoid robots, or robonauts 
shown in Figure 2.2 [15]. The Dextrous Hand has haptic sensors embedded in every joint 
and in every finger pad which relay information to a central computer for processing and 
analysis. Carnegie Mellon University in Pennsylvania and Bielefeld University in 
Germany have found the Dexterous Hand as an invaluable tool in progressing our 
understanding of haptic awareness and are currently involved in research with wide-
ranging implications [ 16]. 
Figure 2.2 NASA's robonauts. 
Haptic feedback devices are also used in computer games in the form of controllers such 
as joysticks or steering wheels. Pioneers in the field of software games developed 
Nintendo 64 Controller's Rumble Pack (Figure 2.3). This device is capable of producing 
vibration in selected situations which are firing some weapon or receiving damage. The 
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steering wheel is designed to provide the feel of acceleration or slipping over during 
turning of the vehicle [17). 
Haptic feedback also has a significant role in fields where the hand-eye coordination is 
important. It helps the operator to not rely only on visual information but also enables the 
operator to use the sense of touch and grasping. It is one of the challenging issues in the 
field of medical sciences. Effectiveness of haptic feedback depends upon the accuracy of 
force reproduction. 
Figure 2.3 Nintendo 64 controller's rumble pack. 
Haptic feedback devices are classified into two categories: grounded and ungrounded 
haptic feedback. Grounded devices are those devices which are positioned on the 
operator's body or hand. An example of grounded devices is Haptic Glove. The 
operator's body acts as a base for the device. Grounded devices are placed on the 
operator's arm at several intermediate locations. Therefore, these devices provide more 
realistic interaction. Grounded haptic devices are designed to connect on the arm of the 
operator [18] [19] [20). Some devices are placed on the operator's hand [21] [22] [23] 
[24]. 
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Ungrounded devices are those which are placed on the desk or wall. The operator only 
interacts with the end of the master arm. These devices are non-portable. These devices 
support their weight and prevent the master from sliding or toppling. Examples of 
ungrounded devices are joysticks [25] [26]. Some of the ungrounded devices are string-
based [27] [28]. Haptic feedback in these devices is proportional to the tension in the 
strings, with which an operator interacts. 
2.3 Haptic Feedback in Medicine 
Minimally invasive surgery (MIS) has improved patient surgical outcomes by enabling 
open surgical procedures to be completed through small incisions. While MIS has led to 
reductions in post-operative pain and surgical complications, its applications are 
restricted due to limited haptic feedback. Researchers are trying to reduce this limitation. 
This problem is solved by different approaches but the main objective is the same: to 
reproduce the force at the operator's end with help of a haptic feedback device. 
During the 1990s, several robotic systems for surgery left research institutes and entered 
dedicated medical centers for evaluation purposes or even daily practice. The first 
application area is represented by the systems CasparTM(Figure 2.4a) from Universal 
Robotic systems Ortho GmbH [29] and RobodocTM from Integrated Surgical Systems 
[30] (Figure 2.4b). Integrated Surgical Systems provides also the system NeuroMateTM 
(Figure 2.5a) which, together with PathFinder from Armstrong Healthcare Ltd. [31] 
(Figure 2.5b), represent robotic neurosurgery. 
I I 
Figure 2.4a Casper Figure 2.4b Robodoc 
Figure 2.5a Pathfinder Figure 2.5b Neuromate 
Two of the robotic surgery consoles available commercially are Zeus™ and daVinci™. 
Zeus™ and daVinci™ are more technically mature and commonly used in operation 
rooms. These two provide scaling of motion, tremor filtering, optical magnification with 
3D visual feedback. Zeus™ system has three robots fixed on a table. The daVinci™ is a 
little bit slimmer than Zeus™, providing space for surgery assistants. The surgeon at the 
daVinci™ console is immersed at the master. The Zeus™ master is open, providing 
direct view of slave and patient to the surgeon. Figure 2.6 shows Zeus™ [32] [33] while 
Figure 2.7 shows daVinci™ [34]. Both these consoles provide partial haptic feedback to 
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the surgeon. Generally, haptic feedback is still in the research stage. Hence, the surgeon 
has to rely on visual feedback. [35] 
Figure 2.6 Zeus surgery and console . 
.. 
Figure 2.7 daVinci surgery console. 
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2.4 Haptic Feedback Devices Used in Needle Insertion 
Needle insertion is one of the complex tasks in tele-surgery. Researches today have keen 
interest in needle insertion haptic feedback. Needle insertion purely depends on force 
feedback. Most of the researchers design a haptic simulator for the procedure. Most of the 
researchers focused on training the surgeons for haptic feedback [8]. 
The 4-DOF haptic feedback device is designed for hysteroscopy simulation [36]. The 
hysteroscopy device is mounted on a rod, which is running through a tube. The tube is 
acting as a foundation for rollers and actuators. The rollers are controlling the dynamics 
the rod. One roller is controlling transverse motion, the second roller controls rotation of 
the rod. The rollers are mechanically coupled to separate motors, while the motors are 
controlled by haptic interface circuitry. 
Needle insertion assumes a key role in Brachytherapy, which is one type of therapy for 
cancerous tissue and is gaining popularity among surgeons. In this therapy, radioactive 
seeds are implanted in the cancerous tissue to prevent or reduce damage to healthy 
tissues. The seed implantation is achieved with the help of a needle or a catheter. The 
efficiency of this therapy depends upon accurate seed implantation [37]. A brachytherapy 
simulator has been designed in the research described in [38]. The simulator is virtual-
reality based and provides only visual feedback and partial force feedback. 
Instead of training the surgeons, some of the researchers focus on realistic force 
feedback. An autonomous blood sampling robot from the forearm was designed in [II]. 
The robot senses the stiffness of the forearm. The area that has higher stiffness is 
considered as the vein. This system is not capable to distinguish stiffness due to factors 
like illness or skin disease. Furthermore, the system cannot handle slip-over of the 
inserted needle on the vein. Thus, this system is not capable of effectively providing force 
feedback to the operator. 
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In another research, needle insertion is sensed by change in impedance at the needle's tip 
[12]. Electrodes are installed at the tip of the needle. Impedance between these electrodes 
drops due to conduction in internal fluids. The change in impedance is used for haptic 
feedback. 
Thus, an efficient design of haptic feedback device and development of haptic needle 
insertion force simulation model are required. Different researchers have presented 
different models for different environments and tissue mechanical properties. These 
models are used to extract the needle insertion force. Every model has some assumptions 
and some limitations. The models whose assumptions are favorable for the system are 
discussed in the forthcoming section. 
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2.5 Needle Insertion Force Models 
This section focuses on the needle insertion force modeling. Di Maio research in [9] [39] 
is based on force estimation along the shaft of needle during needle insertion. The model 
is based on the finite elements method. The force is estimated with the help of tissue 
deformation. 
A non-linear model is presented by Christine Simone in [8]. Forces in this model are 
classified into three components and every component is treated differently. These are 
force due to stiffness of the tissue and its capsule, force due to the cutting of the tissue 
and force due to friction between needle and tissue. 
Ottensmeyer focused on modeling and measuring mechanical properties of the living 
tissues [10]. This model is based on the needle and tissue parameters. The model is also 
know as elasticity model as it focuses on the elasticity of the tissue. 
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2.6 Summary 
In this chapter, literature review of the haptic feedback device is presented. In the first 
section, the haptic feedback devices available commercially and classification of the 
haptic feedback devices is also discussed. In the second section, focused on the haptic 
feedback in medicines and tele-surgery, some commercially available systems are also 
part of this section. The third section discusses the different haptic feedback systems and 
some of the related researchers work. Three needle insertion force estimation models by 
the researchers were presented. 
In the next chapter, the design of the haptic feedback system is presented. The basic idea 
of the system design is taken from the literature review. Electronic interface circuitry and 
Graphical user interface. 
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CHAPTER3 
DESIGN OF HAPTIC FEEDBACK SYSTEM 
3.1 Introduction 
This chapter discusses the design of haptic feedback system. In section 3.2, the needle 
insertion force modeling is discussed followed by dynamic modeling in section 3.3 and 
sensitivity analysis of the system is presented in section 3.4. Lastly the mechanical design 
of the system is discussed in section 3.5. 
3.2 Needle Insertion Force Modeling 
In this section the needle insertion force modeling is discussed. This section focuses on 
model study and deriving force from model presented for mechanical properties. Three 
models are studied and needle insertion force is derived from each model. The models 
studied are Di Maio model, Christine model and Ottensmeyer model. 
3.2.1 Di Maio Model (Finite Element Method Model) 
Tissue deformation is measured by finite element method. The tissue is divided into small 
elements. The element's area changes with the deformation of the tissue. The change in 
the area of elements is measured by camera. The tissue deformation is proportional to 
elasticity of the tissue. The force is estimated from strain energy E,,.," is presented in 
Equation 3.1 [40]. 
I J r Emain = 2 E (x)a(x)dx 
Where as 
E = Mechanical strain 
a= Mechanical stress 
x = Displacement 
T = Total area of material 
n =Number of discrete element 
The strain energy E"'"'" in the material can be written as in Equation 3.2. 
J n 
E,,ain =-L E (n)a(n) 
2 i=O 
The total E"'"'" takes the form as in Equation 3.3. 
I 





The" E" is given by Hook's law of elasticity and it is defined in Equation 3.4. Therefore, 





E = Constant of elasticity 
3.4 
I a 2 E . =--
.mam 2 £ 
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3.5 
The strain energy" E,ro;n" is given in terms of linear force and linear deformation in [40]. 
and in Equation 3.6. 
I E =-Px 
stro;n l I 3.6 
Where as 
P = Applied force 
x1 = Linear deformation 
Comparing Equation 3.5 with Equation 3.6, Equation 3.7 is formed: 
3.7 
The "P" in Equation 3.7 gives the force acting on the needle during insertion in material. 
Where as 
A = Area of cross section of needle. 
3.2.2 Christine Simone Model (Non-linear Model) 
The force due to the stiffness of the tissue capsule acts on the needle before the puncture. 
When the puncture in the capsule occurs, the stiffness force vanishes and the force acting 
on the needle drops to a low value. The forces after the puncture are the cutting force and 
the friction force. The drop in the insertion force is used to sense the needle insertion and 
to avoid overshoot in needle position. In this model, the cutting force is assumed to be 
constant. The stiffness force is modeled as a nonlinear function of deformation. The 
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friction force is modeled by a modified version of Karnopp's model [8]. The cutting force 
is applied on the needle when the needle is slicing the tissue to move through it. The total 
force exerted on the needle is a summation of these components. The summation is 
represented by Equation 3.8. The stiffness force in the model is given as in Equation 3.9. 
Fneedle = Fstiffne.r.:r + Fculling + FFriction 3.8 
l 0 z,;p ~ z0 ) - z<z.<z F.:rtiffne.:r.:r - fx I - up - 2 0 zup :?: z2 3.9 
Where "fx" is instantaneous stiffness force, zup is the location of the needle tip. Figure 
3.1 shows the distribution of stiffness force during needle insertion. In the figure z1 , z2 
and z3 represent locations of the needle during insertion. 
No Contact In Contact Tissue Pierced 
Figure 3.1 Positions of needle during insertion 
The stiffness force fx is nonlinear and represented by a second-order polynomial in 
Equation 3.1 0. The intercept a0 is assumed zero as the force on needle is zero before 
needle contact the tissue. The terms a
1 
and a 2 are nonlinear stiffness parameters. The 
parameters are estimated as a 1 = 0.0204% and a 2 = 0.0008 %' for the simulation [ 41 ). 
Thus, Equation 3.10 takes the form of Equation 3.11. 
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3.10 
fx = 0.0204z + 0.000Sz 2 3.11 
3.2.3 Ottensmeyer Model (Linear Model) 
The research is focused on modeling Young's modulus of the tissue. The model is 
presented in Equation 3.12 [I 0]. There are some assumptions for deriving the model 




In the model, E represents the Young's Modulus of the tissue. K is the geometric factor 
which I for semi-infinite body and greater than I for thin material on a rigid substrate. k 
in the model represents stiffness of the tissue and a represents the radius of indenter. K 
is I for semi-infinite body. The skin is a semi-infinite body [42] therefore K is I for 




k is stiffness of the tissue and stiffness is the force per deflection. k can be written as in 
Equation 3 .14, where f. is the applied force producing deflection "8 ". 
3.14 
Substituting the value of k in Equation 3.13, Equation 3.15 is formed: 




Equation 3.16 rearranges Equation 3.15 for the indentation force. Figure 3.2 shows the 
parameters of the indentation force. 




Figure 3.2 Parameter of indentation force 
The three models presented in this section are estimating the needle insertion force. Di 
Maio model is slower and cause delay in the surgeon response. Ottensmeyer estimation is 
for elasticity of the living tissues by needle insertion from this model needle insertion 
force is simulated. Christine models the needle insertion is by its components. 
3.3 Dynamic Model of System 
Dynamic modeling is modeling of different parameters changing their behavior with 
time. In other words, it is modeling of the interdependent parameters. Mostly, it refers to 
modeling of the forces and torques acting on the system under consideration. This 
modeling is very important for systems which interact with forces and torques. 
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Modeling is performed in this research to study the effects of force on system behavior. 
Forces acting on the system are responsible to produce translational force or vibration 
force. Modeling is done to study the effect of torque, which is rotation or twisting effect. 
Friction and damping effects of the system are also studied in the modeling. 
The modeling is done by considering one point as reference and the force on the 
reference point is assumed to be zero. The reference point in the system acts as a sink or 
ground in the electric circuit. The same reference point is referred to torques as well. The 
forces and torques are drawn with respect to the reference point. The force vectors 
coming to the reference point are cancelled out. Forces and torques of the same 
magnitude yet in the opposite direction cancel each other. Finally, the effect of total 
forces and torques on the system is clear. 
In Figure 3.3, the dynamic model of the system is shown, where two horizontal rollers are 
under consideration. The horizontal and vertical rollers have the same dynamic model; 
hence, the horizontal rollers are analyzed and the analysis is then extended to the vertical 
rollers. The lined point is considered as reference point as it is connected to the 







Figure 3.3 Dynamic model of haptic feedback device with two rollers 
In Figure 3.3, Fapplied is the force applied by the user during needle insertion. M 1 
and M 2 are moments of inertia. FP 1 and2 FP are friction forces due to roller I and roller 2 
respectively, acting in opposite direction of the applied force. Force F1 is the force 
applied by the horizontal roller connected to the motor. Normal force N is applied by the 
roller connected to the reference point; hence, the total force that is opposing the applied 
force is given in Equation 3.17: 
3.17 
The moments of inertia M1 and M 2 are equal but in opposite direction. The 
moments of inertia cancel one another hence; these have no effect on the haptic feedback 
output stick. Mathematically, it is illustrated as 
3.18 
25 
The roller connected to the foundation is canceling the effects of roller I to move the 
stick downward; therefore, the stick is at equilibrium in the horizontal direction. Figure 
3.4 shows the dynamic model of a haptic feedback device with four rollers. The vertical 
rollers keep the stick at equilibrium in the vertical direction. The total opposing force is 
shown by Equation 3.19: 
3.19 
In figure Fapplied applied force by the user. F "'"', F "'2 are friction forces due to 
rollers connected vertically. F "'" F ,;,2 are friction forces due to rollers connected 
horizontally. F,, F2 are opposing forces applied by horizontal and vertical roller 
connected to motors. N is normal force to keep the stick at equilibrium. Same force i;; 
applied by vertical rollers as well. 
Fapplied 
Figure 3.4 Dynamic model of haptic feedback device with four rollers 
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3.4 Sensitivity analysis 
Sensitivity of system is defined as the change of response of the system with respect to 
fractional change of the system parameter. In other words sensitivity is ratio of the 
fractional change in the function to the fractional change in the parameter as the 
fractional of the parameter approaches to zero. The sensitivity S F:P of the function F is 
with respect to parameter P is shown in Equation 3.20 (47). 
S I
. M";;. 
FP = J~o Mjp 
According to definition of differentiation given in Equation 3.21 
lim M" =oF 
"""""'
0 M oP 
3.20 
3.21 
Comparing Equation 3.21 and Equation 3.20 sensitivity takes the form of Equation 3.22 
S- =POF 
f:P FoP 3.22 
Dynamic model of haptic feedback device illustrates the forces that are acting to oppose 
the applied force and used to reproduce the reactive force. The system parameters are 
mass of the stick, mass of the roller and friction between rollers and stick. Figure 3.5 
shows translational mechanical diagram. Translational mechanical diagram shows the 





Figure 3.5 Translational mechanical diagram 
In Figure 3 .5, F ~vi and F ~v2 are friction forces due to rollers connected in vertical position. 
F~hl and F~h2 are friction forces due to rollers connected in horizontal position. Mv1 and 
Mv2 are masses of the rollers connected in vertical position. Mh1 and Mh2 are masses of the 
rollers connected in horizontal position. M,1 is mass of haptic feedback device steel rod 
moving in between the four rollers, the haptic feedback is produced on it. Fapplied is force 
applied by operator and opposition to this force is produced by these parameters. 
Figure 3.6 shows the free body diagram of the stick. The free body diagram shows all the 
forces acting on the stick. The free body diagram is drawn to examine the forces and in 
which direction the forces are acting. s2xMv1, s2xMv2, s2xMhh s2xMh2 and s2xM51 are 
inertial forces of the rollers and stick. Inertial force is that force which is required for a 
mass to move or to stop it. The inertial force is product of mass and acceleration. sxF~vJ, 
sxF~v2 , sxF~hl and sxF~h2 are friction force between roller and the stick. The friction force 
is the product of velocity and friction coefficient. F 1 and F2 are the force applied by one 
vertical roller connected to motor and one horizontal roller connected to horizontal roller. 
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F, F aoolied 
Figure 3.6 Free body diagram of haptic feedback device 
The applied force is given in Equation 3.23 
3.23 
Rearranging the Equation 3.23 by shifting forces to left side Equation 3.24 is formed 
3.24 
The forces are the same quantities; therefore, it can be replaced by same variable as in 
Equation 3.25 
F = Fapplied - Fl - F, 3.25 




The rollers are identical; therefore, their masses are same. Hence, masses can be replaced 
by same variable as in Equation 3.27 
M 'I = M '2 = M hi = M h2 = M' 3.27 
The material between four rollers and stick is rubber; therefore, friction is same for all 
rollers. Hence, friction force is also replaced by one variable as shown in Equation 3.28 
3.28 
Hence Equation 3.26 takes the form as in Equation 3.29 
3.29 
Rearranging the Equation 3.30 for transfer function, 
3.30 
Transfer function is the ratio between output to input as written in Equation 3.31 
X I 
F = -s("( 4-M-,-+-M-,', )s_+_4_F:--;-,) 3.31 
The substitution is made for analysis shown in Equation 3.32 
3.32 
The transfer function ofthe system is given in Equation 3.33 
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3.33 
Closed loop transfer function is given in Equation 3.34 
3.34 
The sensitivity formula is applied to closed loop transfer function. Firstly the sensitivity 
due to roller masses is found in Equation 3.35. 
3.35 
Putting the value of closed loop transfer function in Equation 3.35, the sensitivity due 
masses ofthe roller is given in Equation 3.36 
3.36 
Sensitivity due to friction between rollers and stick is found in Equation 3.37 
S _ = -4sF, 
Tf,,:F, (4M + M )s 2 + 4F s +I 
r st r 
3.37 
Similarly, sensitivity due to the mass of the stick is found in Equation 3.38 
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S - -s2M, 
71
":M,. - (4M + M )s 2 + 4F s +I 
r st r 
3.38 
Steady state error sensitivity is to observe the effect of parameters on the steady state 
error [47]. To find steady state error sensitivity, the steady state error is calculated. Then, 
the sensitivity formula is applied on the steady state error equation. The system type is 
one; therefore, velocity constant Kv is found by formula given in Equation 3.39. 
K = s 
















Steady state error sensitivity with respect to Mr is zero in Equation 3.44. Therefore steady 
state error is not sensitive to mass of the rollers. The mass of the rollers has no effect on 
the steady state error of the system. 
3.44 
Similarly, steady state error sensitivity due mass of the stick is also zero; therefore, mass 
of the stick have no effect on the steady state error ofthe system. 
3.45 
The steady state error sensitivity due to friction coefficient is one; therefore, the steady 
state error is directly proportional to the friction coefficient of rubber and material of the 
rollers. 
3.46 
3.5 Haptic Feedback System Design 
The force exerted on the needle during needle insertion is the reactive force exerted by 
the tissues of the skin. The main aim of this research is to measure this force and 
reproduce it remotely. The force sensor senses the needle insertion force. The sensor 
provides the output voltage according to the input force. The output of the sensor is given 
to the data acquisition card and also given to the interface circuitry. Data acquisition card 
provides input to Matlab graphical user interface. The interface circuitry amplifies the 
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output from preamplifier and makes it suitable for motors used in haptic feedback 
mechanism. The block diagram in Figure 3.7 shows the function of the experimental 
setup. Experimental setup consists of four modules namely; needle insertion module, 
interface module, haptic feedback module and graphical user interface. 






4 Interface Haptic feedback Circuitry f- Mechanism 
Figure 3. 7: Block diagram of experimental setup 
3.5.1 Needle Insertion Module 
The needle insertion module consists of a needle, a needle holder and a sensor. In this 
module, the needle and sensor are connected by a needle holder. The sensor senses force 
exerted on the needle. Reactive force exerted on needle depends upon the needle 
parameters. 
Needle shapes and other parameters may change according to the application. Generally, 
two types of needles are used; namely, the beveled shaped needle and diamond shaped 
needle. The beveled shaped needle is commonly used for percutaneous therapies whereas 
the diamond shape is used for tissue biopsy purposes. The beveled shaped needle has no 
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pre-puncture as compared to diamond shape. The tissue reactive force also depends upon 
the diameter of the needle and the length of the needle. Figure 3.8 shows the beveled and 
diamond shaped needle tip. The typical needle parameters are given in Table 3.1 
provided by Trumo®. The first column in the Table 3.1 gives the product codes. The 
second column provides the color code of the hub of the needle. The third column 
provides the Gauge and diameter of the needles and the last column shows the needle 
length in milli-meter and in inches [43]. 
Figure 3.8: Beveled and diamond shaped needle. 
Table 3.1: Needle color coding parameter 
Product Code EN/ISO Hub Diameter Needle Length Color Code Gauge/mm (mm) 
KN-1838SB Pink 18G 1.20 40 
KN-2025R Yellow 20G 0.9 25 
KN-2138RB Green 21G 0.80 40 
KN-2316RB Blue 23G 0.60 16 
KN-2325RB Blue 23G 0.60 25 
KN-2332RB Blue 23G 0.60 32 
KN-2516RB Orange 25G 0.50 16 
KN-2525RB Orange 25G 0.50 25 
KN-2713RB Grey 27G 0.40 12 
The needle holder is shown Figure 3.6. The needle is held by a holder. The needle holder 
is made of material known as Teflon. This material is used because it is light-weighted 
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and flexible. The holder holds the needle and the reactive force that is sensed is then 
transferred to the sensor. The holder can hold needles of different diameter and length. 
The needles from I 8G to 23G have different holder from the needles 25G to 27G due to 
the differences in length. The sensor is also held by the holder in such a way that force 




Figure 3.9: Needle holder made of teflon 
The Figure 3. I 0 shows the force sensor. The sensor used in this module is a 
Piezoresistor. Piezoresistor is a resistor whose value changes when normal force is 
applied on its crystal. The piezoresistor is internally connected to the balanced Wheat-
stone Bridge. When the resistance of one terminal changes, it disturbs the equilibrium at 
deflection nodes. The voltage shows the resistance change that is increasing or 
decreasing. The sensor output is very low and it is immune to noise [44]. 
In this setup, the sensor output is in the range of milli-volts. The low noise power supply 
is used for the biasing the sensor. Referring to Figure 3 .l 0, pin I and pin 3 are connected 
to biasing voltage, whilst pin 2 and pin 4 are the output voltages. Input to the sensor 
which is the force is given on the load cell. Since the sensor has low resistances, the 
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terminals are specially insulated to avoid short circuit with one another. The sensor 
pictorial view is shown in Figure 3.10. 
, 
1 





The force sensor is calibrated experimentally. The sensor calibration experiment consists 
of an electronic weighing machine, different weights, a multimeter and a low noise power 
source (regular dry-cell battery). The sensor is biased by the battery according to the pin 
configuration in the data sheet of the sensor: Pin 1 is connected to the positive terminal of 
the power supply, Pin 3 is connected to the negative terminal of the power supply and 
pins 2 and 4 are connected to the multimeter. The sensor terminals 2 and 4 have very low 
voltage change as force is applied on it, therefore the multimeter measures millivolt 
readings. The sensor is ofpiezoresistor type: its resistance changes with the force applied 
on its load cell. The piezoresistor is connected internally with a wheat stone balance 
bridge. The change in resistance is sensed by the wheat stone bridge. The wheat stone 
bridge is unbalanced due to the change in resistance, therefore the deflection terminal 
gives the voltage to balance it. Figure 3.11 shows the internal wheat stone bridge of the 
sensor [44]. 
37 
l 1 l 2}- <'.. _j4 -'(~ Vo ~ 
> 
3 
Figure 3.11 Internal wheat stone bridge of force sensor. 
The calibration experiment is carried out by placing weights on the weighing machine to 
measure their weight. The same weight body is placed on the load cell of the sensor. The 
reading is taken by the multimeter. This experiment is carried out for twenty different 
weights. 
The force from tissues is exerted on the needle. The holder holds needle steadily. The 
force exerted on needle is sensed by the sensor. The sensor converts the input force into 
voltage but in the milli-volts range. Therefore, the sensor output has to be pre-amplified. 
The output from the sensor is given to the Graphical User Interface Module for visual 
feedback. The output from sensor is also given to the interface circuitry. This circuitry 
processes the input for haptic feedback module. 
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3.5.2 Interface Module 
Interface circuitry is designed to interface the haptic feedback module to the needle 
insertion module. Furthermore, this circuitry is used for the isolation of the low current 
module from high current module. The needle insertion module is a low current module, 
the sensor has very low input and output resistance. The haptic feedback is a high current 
module as motors are producing opposing force to applied force. Figure 3.12 shows the 
circuit diagram of interface circuitry. 
Figure 3.12: Interface circuit diagram 
In the interface circuitry, the cascaded scaling amplifiers achieve the amplification. 
Operational amplifiers are used as scaling amplifiers because of its accurate scaling and 
very high noise rejection. The summing junction in feedback is also op-amp based. The 
stall torque of the motor is cancelled by applying reverse voltage. This voltage produces 
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torque m the direction to oppose the st~ll torque. The interface circuitry has power 
MOSFETs to derive motor. There are two MOSFET set for every motor. One is the P-
channel MOSFET while the other is theN-channel MOSFET. The P-channel MOSFET is 
used to drive the motor in clock wise while the N-channel is used to derive motor in anti 
clock wise. 
The output of the sensor is the input of the isolator. The isolator is connected to the set of 
cascaded scaling amplifier. The output of the scaling is given to the motor drive circuits 
which are the power MOSFETs. These MOSFETs drive the motor according to the input 
at gate as MOSFET is voltage controlled resistor. The conduction through source to drain 
is controlled by gate voltage. The gate voltage is controlled according to sensor output. 
Figure 3.13 shows the diagram of the interface circuitry. 
F' m v v. E • 
Sensor Isolator Subtractor e Scaling Power 
--
~ r--- amplifier __. Amplifier 
-
vb Haptic Feedback 
Device 
Isolator I Feedback 
'----- ~ Sensor 
Haptic feedback 
dev1ce stick 
Figure 3.13: Working block diagram of interface circuitry 
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In the feedback part, the sensor used is the same type of sensor that is used to measure the 
force from haptic feedback device. The isolator I is used to isolate the feedback sensor 
from over loading. Power amplifier is MOSFET driven circuitry. This is the driving 
motors of the haptic feedback device. One MOSFET set is for one motor. Therefore, two 
MOSFETs are driving the horizontal motor and the other two are driving the vertical 
motor. The MOSFET has many advantages over transistor. This is the reason why the 
transistor is not used. The MOSFETs are voltage-controlled resistors. The gate voltage 
controls the voltage between the source and drain whereas the transistor can control the 
emitter-collector voltage by base current. Therefore, transistor is current controlled 
device. 
3.5.3 Haptic Feedback Device Module 
The designed haptic feedback device uses friction as reactive force. The designed haptic 
feedback device is based upon the theory that when a one body slides on other body, 
there are some forces acting on the sliding body to oppose its motion. That opposition is 
known as friction. The friction is of two types. Static friction is offered to the body when 
it is tending to start motion. Dynamic friction is offered when the body is in motion. The 
design device is one of the dynamic friction devices. 
The concept of this device is taken from the device designed for the hysteroscopy. This 
device is of 4DOF [36]. The designed device also consists of four rollers. The designed 













These rollers are used for the production of dynamic friction. The rollers are made of 
Teflon material. This material is used because of its rigidness and light weight. This 
material is commonly used for the production of plastic gears. It has less wear and tear as 
compared to other materials available. The diameters of the rollers are 5-milli meter. The 
lengths of these rollers are 20-milli meter. The stainless steel rod is installed in the roller 
axially. The steel is used as the shaft of the roller. The diameter of this rod is 2.5 milli-
meters. The two rollers are installed horizontally while two rollers vertically. This 
arrangement is done to distribute the reactive force uniformly along the output stick and 
to avoid the undesirable movement of the stick. One vertical and horizontal roller is 
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connected to the motor by gear mechanism. Gear mechanism is used to avoid slippage at 
joint between roller and motor. To avoid friction between the rollers and their foundation 
ball bearings are installed. Therefore, every attachment point of the rollers have ball 
bearings. Figure 3.15 shows the isometric view of the roller. 
Figure 3.15: Roller isometric view 
The rollers are driven by motors to produce the reactive torque. The motors used in this 
design are permanent magnet DC motor. The torque of these motors is proportional to the 
applied voltage. The applied voltage is the amplified form of sensor voltage. The motors 
have stall torque equal to 15 milli Newton meter that can be produced by the 4.2 volts in 
opposite direction. 
The reactive torque can be converted to tangential force by placing a body on the roller. 
The torque is equal to the product of tangential force to the moment arm. The moment 
arm is the distance between the axes of rotation and the applied force and vice versa. 
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Therefore the output stick is placed in between the rollers. The output stick is made of 
stainless steel. The reactive force produced on the stick is the friction between it and the 
rollers. The friction force is equal to the torque over the moment arm. The moment arm is 
the radius of the rollers. The rollers are rotating along its center. The friction between the 
rollers (Teflon) and steel is very low especially for smooth surfaces. To avoid slippage 
between the steel stick and rollers, a rubber sleeve is putted on the stick. The friction 
coefficient of rubber and Teflon is higher than Teflon and steel. The roughness of the 
surfaces is not applicable because it will produce vibrations in friction force which is the 
reactive force. The gravitational pull is cancelled out by bending moment analysis. The 
steel stick length is found, which obeys the bending moment equations. In this analysis, 
the stick is treated as the beam is connected at one end to support and the other end is 
free. At the free end, the feedback sensor of the interface circuitry feedback terminal is 
connected. This connection is manual, which means that the operator will have to hold 
the sensor at the end in his hand. 
The interface circuitry module gives the input to the motors of this haptic feedback 
module. The inputs of these motors are proportional to the reactive force exerted on 
needle during needle insertion. The motors produce the reactive torques. The torques are 
transferred to the rollers with the help of gears and ball bearings. The reactive force 
produces the reactive tangential force along the circumferences of the rollers. The 
reactive force is transferred to the stick as a friction force to the applied force. The 
applied force is acting on another end of the stick. This force is analogous to reactive 
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force applied on needle by tissues. The applied force is force acting on the needle to be 
inserted while the reactive force is the force opposing the exerted force. 
3.5.4 Graphical User Interface Module 
This consists of two parts i.e. the data acquisition and user interface. In this module, the 
sound card of the computer is configured as the data acquisition card. The sound card is 
used to minimize the processing delay as compared to the other DAQ cards. The trigger 
is set manually. When the start button in the GUI is pressed, the sound card is triggered 
and it will start acquiring data. The signal from the force sensor is analog. The sound card 
of the computer also does the analog to digital conversion as it is done for voice signal. 
The level of the sound card is -I to I volt. Therefore, the pre-amplifier and filter is used. 
The sampling rate is 8000 samples per second to achieve a higher level of accuracy. The 
sound card gives force data to matlab workspace and the figure is updated accordingly. 




Sensor Amplifier/Filter Sound card Matlab 
r-- f---- ,..-- workspace 
Figure 3.16: Block diagram ofGUI. 
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Figure 3.18 shows the view of graphical user interface environment. The GUI decides the 
needle status by model force. The parameters are entered into the GUI environment by 
the user manually. These parameters are elasticity of the tissue in Kpa, diameter of needle 
in millimeter and the depth of the needle in millimeter. Than the GUI compares the input 
force and the model force at insistent these two are equal than the GUI shows that needle 
inserted . 










Figure 3.17: Pictorial view ofGUI environment. 
The operator has option to change the condition of the decision making of GUI for the 
needle insertion status. The GUI makes decision that needle is inserted when needle force 
is greater than model force. Also GUI can make decision from the force data acquired by 




In this chapter the haptic feedback system design is discussed. The first section discusses 
needle insertion force models. Second section of the chapter discusses the dynamic 
modeling. The third section discusses the sensitivity analysis of the system. Last section 
discuses the design of system. 
In the next chapter, the simulation and experimental results is discussed. Firstly needle 
force simulation results are presented followed by experimental results of sensor 
calibration, needle insertion on chicken skin, haptic rendering, GUI results and sensitivity 
analysis on the system is discussed. Lastly the comparison between experimental results 
and model is discussed. 
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CHAPTER4 
HAPTIC FEEDBACK DEVICE RESULTS 
4.1 Introduction 
In this chapter the results of the system is discussed. Section 4.2 discusses the model 
simulation results. In section 4.3 discusses the experimental results of Needle piercing 
force, sensor calibration, haptic rendering, GUI results and sensitivity results. Section 4.4 
provides the discussion based on experimental results. 
4.2 Needle Insertion Force Simulation 
Simulation of the model is carried out by substituting the values of elasticity [13]. The 
value of the needle diameter is substituted from Table 3 .I which is given by the needle 
manufacturer, Trumo® [43]. The tissue deformation value is assumed to be 20 
millimeters. Table 4.1 shows the values of the parameters and Figure 4.1 shows the 
simulation results of the model. 
Table 4.1: Indentation force for different needle diameters 
Diameter(mm) Deformation(mm) Elasticity(Kpa) Force (N) 
0.4 20 23 0.490666667 
0.45 20 23 0.552 
0.5 20 23 0.613333333 
0.55 20 23 0.674666667 
0.6 20 23 0.736 
0.65 20 23 0.797333333 
0.7 20 23 0.858666667 
0.75 20 23 0.92 
0.8 20 23 0.981333333 
0.85 20 23 I .042666667 
0.9 20 23 1.104 
0.95 20 23 1.165333333 
I 20 23 1.226666667 
1.05 20 23 1.288 
1.1 20 23 1.349333333 
1.15 20 23 I .410666667 
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Figure 4.1 Relation of indentation force to needle diameter 
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Simulation results are showing that needle insertion force is linearly related to diameter 
of needle. Increase in the diameter of the needle the reactive force will increase as well. 
4.3 Experimental Results 
In this section results of experiments ·performed on the haptic feedback system is 
presented. Firstly, the results of sensor calibration are presented, and then this is followed 
by needle insertion force profile. Needle insertion forces for different diameters, haptic 
rendering results and GUI results are also presented in this section. Lastly the sensitivity 
analyses of the system are presented. 
4.3.1 Sensor Calibration Results 
The finding of sensor calibration experiment is given in Table 4.2. The first column is the 
value of mass. The mass is converted to weight with the help of gravitational constant. 
The voltage output of the sensor is given in millivolts in the fifth column. For every 
reading, the conversion factor from force to volts is found which is given in the seventh. 
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The average value conversion factor is constant 0.0285±0.007. The Figure 4.2 shows the 
relation between input of the sensor and output of the sensor i.e. force and voltage. From 
Figure 4.2, it is clear that input output is linearly related to each other; therefore, the 
sensor is linear for the range of the needle insertion force. 
Table 4.2: Sensor calibration readings 
Mass Mass Gravitational Average 
(g) (Kg) Constant Force(N) Volts(V) Volts to gram Volts to Newton for (g=9.8) Vto N 
0 0 9.8 0 0.0027 0 0 
24 0.024 9.8 0.2352 0.005 0.000208333 0.021258503 
32 0.032 9.8 0.3136 0.0073 0.000228125 0.023278061 
40 0.04 9.8 0.392 0.0101 0.0002525 0.025765306 
54 0.054 9.8 0.5292 0.0136 0.000251852 0.025699169 
66 0.066 9.8 0.6468 0.0178 0.000269697 0.027520099 
78 O.D78 9.8 0.7644 0.0215 0.000275641 0.028126635 
100 0.1 9.8 0.98 0.02806 0.0002806 0.028632653 
108 0.108 9.8 1.0584 0.0318 0. 0002 94444 0.030045351 
124 0.124 9.8 1.2152 0.039 0.000314516 0.032093483 0.0002799 
134 0.134 9.8 1.3132 0.0395 0.000294776 0.030079196 
150 0.15 9.8 1.47 0.0424 0.000282667 0.028843537 
162 0.162 9.8 1.5876 0.0502 0.000309877 0.031620055 
188 0.188 9.8 1.8424 0.0554 0.000294681 0.030069475 
208 0.208 9.8 2.0384 0.0605 0.000290865 0.029680141 
216 0.216 9.8 2.1168 0.064 0.000296296 0.030234316 
230 0.23 9.8 2.254 0.0677 0.000294348 0.030035492 
242 0.242 9.8 2.3716 0.0718 0.000296694 0.03027492 
258 0.258 9.8 2.5284 O.D78 0.000302326 0.030849549 
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Figure 4.2 Force vs output voltage of sensor 
These experimental results show that the sensor is linear for the range of needle insertion 
force. The range is different for various tissues in literature [8] [13] [41] 
4.3.2 Needle Insertion Force 
Figure 4.3 shows the experimental results of the needle insertion reactive force acting on 
the needle. The reactive force starts to increase as the needle contacts the tissue. The 
reactive force increases up to a certain point and then drops down as shown by the arrow. 
The point at which reactive force reaches its first maximum that applied force is equal to 
the stiffness of the tissue capsule. The reactive force falls to a very low value and this 
may cause overshooting of needle position. This point is very significant for needle 
insertion haptic rendering. The stiffness force vanishes as the needle pierces through the 
skin and the reactive force is now the result of friction and cutting forces [ 41]. Data of 
needle insertion reactive force is acquired by pocket logger XR440 and is taken on 
chicken meat with skin. The first spike shown by arrow in the reactive force profile 
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Figure 4.3: Force vs time from pocket logger XR440 
4.3.3 Experimental Results of Needle Insertion 
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1-Force vs Time I 
Readings of the force profile are taken on needles of different diameters. The needle 
gauges are already shown in Table 3.1 in the previous chapter. These are 20G, 21 G and 
23G. Table 4.3 shows the needle piercing force according to diameter. Figure 4.4 plots 
needle piercing force for different diameters of the needle. 
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Table 4.3: Experimental reactive force on needle during piercing of skin 
Gauge Dia Voltage Converting Force Factor 
20 0.9 3.24 0.3 0.972 
20 0.9 3.34 0.3 1.002 
20 0.9 3.07 0.3 0.921 
20 0.9 3.54 0.3 1.062 
21 0.8 3.1 0.3 0.93 
21 0.8 2.75 0.3 0.825 
21 0.8 3.05 0.3 0.915 
21 0.8 3.33 0.3 0.999 
23 0.6 1.19 0.3 0.357 
23 0.6 1.1 0.3 0.33 
23 0.6 1.39 0.3 0.417 
23 0.6 1.78 0.3 0.534 
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Figure 4.4: Experimental piercing force according to diameter of needle. 
The average force needle insertion force for 20 gauge needle is 0.989±0.072 Newton, 
average needle insertion force for 21 gauge needle is 0. 917±0.092 Newton and average 
needle insertion force for 23 gauge is 0.41 ±0.12 Newton. 
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4.3.4 Haptic Rendering Results 
To study the correlation of applied force and reproduced force of the haptic feedback 
device, the needle insertion reactive force is given in Figure 4.5. This is the applied force 
which is input to the haptic feedback device, while an identical signal generated 
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Figure 4.6 Reactive force reproductive circuit 
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Normalized values of the signal given as input force to the haptic feedback device is 
shown in Figure 4.7 and normalized values of the signal reproduced by the haptic 
feedback device is shown in Figure 4.8. Correlation of the input force signal and output 
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Figure 4.7lnput force signal of haptic feedback 
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Figure 4.8 Output force of haptic feedback device 
Table 4.4: Correlation factor. 
Correlation Average Negative 
Factor Percentage value Positive Error Error Error 
0.75 75 
0.51 51 




















Figure 4.9 Correlation of haptic feedback device 
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The average correlation factor of the system is 69.6%± 18. The system can achieve the 
correlation factor of 82%. The correlation diagram is showing that the system following 
the input. In other words the output is of the pattern of input. 
4.3.5 Graphical User Interface Results 
Figure 4.1 0 shows the graphical user interface. The processed data is shown on the screen 
of the computer. The graphical user interface is only for visual feedback so that a surgeon 
can observe the reactive force on the needle. Needle status is shown near to the start 
button. As the start button is pressed, the needle force is acquired by the sound card with 
the help of the force sensor. The needle status updates as needle force changes very 
abruptly. The elasticity, diameter, and depth are parameters keyed into the graphical user 
interface and the program calculates the model force. When the needle sensor has no 
data, it means that the needle is not inserted and it is moving freely. The data acquisition 
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card acquires noise from the sensor as the sensor is very immune to noises as shown in 
Figure 4.1 0. The graphical user interface has a feature that it can only calculate the data 
which is in the range of skin or tissue range. If one of the parameters is not in the range 
cited in the literature review, it will show an error message and it will not show the real 
force, as shown in Figure 4.11. The parameters key in are 23Kpa for Elasticity 0.8 
millimeter for diameter of the needle and 12 millimeters for the deforrnation of the skin. 
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Figure 4.11 Graphical user interface of haptic feedback device with error 
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4.3.6 Sensitivity Analysis Results 
The response sensitivity analysis of the device shows that system response will change 
with respect to mass of the stick reciprocally due to the negative sign. The mass of the 
stick increases by one unit the response sensitivity will decrease by one unit. The 
response sensitivity due to mass of the roller is also related inversely means with increase 
in mass of the roller the sensitivity will decrease but the decrease rate will four times as 
in the case of mass of the stick. While in the case of steady state error sensitivity for mass 
of the stick and roller is zero therefore mass of the stick and roller have no effect on 
steady state error. 
Table 4.5: Sensitivity analysis results 
Sensitivity w.r.t. Sensitivity w.r.t. Sensitivity w.r.t. 
Sensitivity 
fr Mst Mr 
S = -s'M, ~ -4sJM, -4sF Response ~, M - } S,v; = (4M +M }s;+4Fs+l TJ.M. (4M + M )s' + 4F s +I '' · (4M,+M. o; 2 +41-~s+l 
r st r ' . ' 
Steady 
State S,!~)M .. = M, &(co) =O S - M, &(co) -0 S -~&(co) -I 
e(co) t5M, •<~>M, - e(co) t5M, - •!~>•: - e( co) oF, -
Error 
In the case of friction force between roller and stick the response sensitivity is inversely 
related to it and while the steady state error sensitivity is fully depending on it. Change in 
the friction force between roller and stick will change steady state error. The reason is 
that the system is friction based i.e. it produces the opposing forces by friction forces. 
The device is friction based device. 
4.4 Discussion 
The needle insertion haptic feedback is one of the solutions in tele-surgery. The needle 
insertion force is modeled in three parts: force due to capsule stiffness, friction, and 
cutting. Experimental results shows that before needle pierces skin the capsule stiffness 
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force is acting on the needle shaft while after piercing the cutting and friction forces are 
acting on needle. The force due to capsule stiffness is depending on three parameters of 
needle, namely diameter of needle, elasticity of tissue and deformation of tissue. 
Figure 4.12 shows the comparison between the experimental and the simulation results. 
The 23-gauge needle is deviating from the model due to its small diameter: diameter of 
the skin pore is 50 microns or 0.05 millimeter [45]. Hence, the needle is not piercing the 
skin but enlarging the skin pore. The 20- and 21-gauge needles are converging to the 
model and thus following the model behavior. Needles lower in diameter than the 23-
gauge are deviating from the model. The model is converging for 20- and 21-gauge 
needles. The needle length is only affecting the friction force. The longer needle will 
have more friction due to more area of contact as compared to shorter needle. The friction 
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Figure 4.12: Comparison of experimental and simulation results. 
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Referring to Figure 4.3, the first drop is due to stiffness of the skin's first layer. When the 
needle is in contact with another layer the stiffness force of that layer starts to react. This 
layer to layer force variation takes place as the needle reaches uniform tissue or bone. 
Hence, the force profile as seen in the Figure 4.3 is not smooth. 
The needle insertion force can be sensed and reproduced remotely with help of interface 
circuitry. The overshoot in the needle position occurs due to the softness of the tissue. 
The tissue is pressed by needle till its elastic limit and when the elastic limit of the tissue 
is attained the skin rupture occurs. This point the skin tends to come back to its 
equilibrium position and the reactive force is very low and the applied force is very high. 
Hence, this difference in equilibrium forces the needle position overshoot occurs. 
The needle insertion performed in real time on chicken skin and the results are compared 
with the different models. The Table 4.6 shows the comparison between model forces 
and experimental forces. 
Table 4.6: Experimental and model needle insertion forces 
Diameter (mm) Experimental Di Maio Model Ottensmeyer Model Force(N) 
0.6 0.989 0.002839565 0.736 
0.8 0.917 0.005048115 0.981333333 
0.9 0.4095 0.006389021 1.104 
The results in table show the comparison between two models. Both models are 
estimating the needle insertion force. The experimental results converge toward 
Qttensmeyer model as compared to Di Maio model. 
The correlation of the input and output force is done using statistical formula. The forces 
are compared with help of Equation 4.1. The input force is taken as x and output force is 
taken as y then the cross correlation rat delay d is defined as 
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2)(x(i)- mx) * (y(i- d)- my)] 
r = ' 4.1 ~"L; (x(i)- mx) 2 ~"L; (y(i- d)- my) 2 
Where mx and my are the means of the corresponding series. If the above is computed 
for all delays d =0, I, 2 ... N-I then it results in a cross correlation series of twice the 
length as the original series. At best performance of the device the correlation factor is 




This chapter discusses haptic feedback setup results and analysis. The first section 
discusses the sensor calibration, which enables to find the conversion factor from sensor 
voltage to force. The second section discusses the needle insertion force for different 
diameters of needle. These forces are compared with the model simulated forces. Then 
the needle insertion measured forces are discussed and divided into its components. The 
needle insertion force is reproduced by electronic circuitry; the haptic feedback device 
reproduces the haptic force on the surgeon's hand. The input signal of the interface 
circuitry and output force of the device is correlated and correlation factor is found. The 
haptic feedback GUI is also discussed in the chapter. The GUI is only for visual haptic 
feedback, it can also calculate the model force by factors given to it. The chapter also 
included dynamic model of the haptic feedback system on the basis of the dynamic 
model. The design sensitivity analysis of the device is analyzed the steady state error 
sensitivity is also included in this chapter. The system response is reciprocally sensitive 
to mass of the stick; four times mass of the rollers and four times to the friction force 
between stick and rollers. System steady state error is only sensitive to the friction force 
between stick and rollers. 
Forth coming chapter is conclusion drawn from the experimentation and analysis. The 
second section discusses the future recommendation for this work. Future work is based 
on the limitations in the system or advancement in the system. 
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CHAPTER 5 
CONCLUSIONS AND SUGGESTIONS FOR FUTURE WORK 
5.1 Haptic Feedback Device Accuracy 
The aim of this study was to design a haptic feedback device for needle insertion and 
study different models for needle insertion. Force from needle insertions at slave is being 
measured by sensor and communicated to master. At master end, the force signal is 
reconstructed with help of electronic circuitry. The force feedback is produced by the 
device on the hand of the surgeon. Previously, most of the research is based on realistic 
data and realistic force reproduction. Most of the studies were based to train the surgeons 
for tete-surgery. The goal of the work reported here was to design a device for reality-
based data that results in more accurate representation of a needle insertion force 
feedback scenario. The device designed in this study is friction based. The device is 
producing the feedback force with the help of friction force. The device friction is 
controlled with help motors which are driven by the reproduced signal by interface 
circuitry. 
The needle insertion model force and experimental force is compared and it is found that 
0.6 millimeter is not converging to model. The 0.6 millimeter needle force profile is 
studied and it is found that the needle is not piercing the skin but it enlarges the pore size. 
Therefore its force is not dropping at skin piercing. The average skin stiffness force for 
0.9 millimeter needle is 0.989 Newton, for 0.8 millimeter needle the average force is 0.91 
Newton and for 0.6 millimeter needle the average force is 0.41 Newton. 
The device designed is studied and checked for the needle insertion force reproduction 
and the device was able reproduce the prick on the operator hand. To study the accuracy 
and realistic production of the haptic feedback the correlation between input force and 
output force can give better insight. This analysis will give the percentage relation 
between output and input. The designed haptic feedback device correlation factor is 87%. 
The system correlation is only for the perpendicular needle insertion. The device is 
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accurate only for the perpendicular forces, if the angular needle insertion occurs than the 
device will only produce the vertical component of reactive force. It will be unable to 
produce the literal force components. 
The sensitivity of the device is studied and the device response is found sensitive to mass 
of the stick, rollers and friction. The device steady state error is sensitive only of the 
friction between stick and rollers. 
5.2 Suggestions for Future Extensions and Developments 
The haptic feedback device designed in this thesis has one degree of freedom, therefore it 
is not able to produce realistic force feedback for angular needle insertion. It only 
produces realistic haptic feedback for normal that is when needle is at 90 degrees to 
tissue. Therefore, in future the research is needed to be carried out to increase the degree 
of freedom of the device. 
The graphical user interface in this study is used as visual feedback. The GUI can be 
made more accurate and clear as it only provide needle status in the study. The GUI can 
be used as simulator for the models in future research. 
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Power Dissipation (Note 3) 500mW 500mW 500mW 
Differential Input Voltage ±30V ±30V ±30V 
Input Voltage (Note 4) ±15V ±15V ±15V 
Output Short Circuit Duration Contiruous Continuous Continuous 
0Pt>f8ting Te"""rature Range -s5·c to +125"C -so·c to +125"C o·c to +70"C 
Storage Temperarure Range -65"C to +150"C -65"C to +150'C -65"C to +150"C 
Junction T emPt>f81Ure 150'C 150'C tOO'C 
Soldering lnlormation 
N·Package (10 seconds) 260"C 260'C 260"C 
J. or H-Package (10 seconds) 300'C 300'C 300'C 
M-Package 
Vapor Phase (60 seconds) 215"C 2t5'C 2t5"C 
Infrared (15 seconds) 215"C 2t5'C 2t5"C 
S9e AN-450 "Surlace MOU1ting Mothods and Their Effect on Product Raliabiity'" for other methods of 
S<llclering 
surface mount devices. 
ESD Tolerance (Note 8) 400V 400V 400V 
Electrical Characteristics (Note 5J 
Parameter Condition• LM741A LM74t LM741C Un~o 
Min Typ Max Min Typ Max Min Typ Max 
Input Offset Voltage r. = 25"C 
RD~ IOkil 1.0 5.0 2.0 6.0 mV 
R4 ~son 0.8 3.0 mV 
T.wN ~· TA s TA.lrMX 
R.. <son 4.0 mV 
RD. tO kil 6.0 7.5 mV 
Average Input Offset 15 ~vrc 
Vottage Drift 
Input Offset Vottage T. = 25"C. VD = ±20V ±tO ±t5 ±15 mV 
Adjuslment Range 
Input OffSGI Current r. = 25'C 3.0 30 20 200 20 200 nA 
T.w.,:STA:ST.-v.wc 70 85 500 300 nA 
Average Input Offset 0.5 nArC 
Current Drift 
Input Bias Current r. = 25·c 30 80 80 500 80 500 nA 
T.wN s TA s TAMA.X 0.2t0 1.5 0.8 ~A 
Input Resistance T • = 25"C. V0 = ±20V 1.0 6.0 0.3 2.0 0.3 2.0 MO 
TAMN s TA s TAMAJ(, 0.5 MO 
V0 = ±20V 
Input Vol1age Range r. = 25'C ±12 ±13 v 
T...,..,.. .s T~ s TAAW( ±12 ±13 v 
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Electrical Characteristics (Nole 5) (Continu.cf) 
Parameter Conditions LM741A LM741 LM741C Units 
Min Typ Max Min Typ Max Ltin Typ ..... 
l.flr~ Si~l Voltage Gain TA: 2:5'C, At,..~ 2 k:U 
Va. = ±20V, V0 = ±15V 50 V/mV 
V& = ::t15V. V0 = :t10V 50 200 20 200 V/mV 
T _..., s TA s TAMA.)(, 
R~,. ;:2k.U. 
V0 = ::t20V, V 0 = :t15V 32 V/mV ; 
V5 = ±15V, V0 = :t10V 25 15 V/mV 
i 
' 
Va. = ::t5V, V0 = %2V 10 VlmV 
OulpU1 Vol!age Swing V0 a ±2:0V 
RL ~ 10 ~ %16 v 
R~.. :!:2 kO %15 v 
V 6 = ::t15V 
Ra. ~ 10 lll'l :t:12 %14 %12 %14 v 
R~.. ;.e2kn %10 %13 %10 %13 v 
Output Short Ci.euit r ... = 25·c 10 25 35 25 25 mA 
Curr~ml T,N./4.,. s r .... lO. r~ 10 40 mA 
Common-Mod& T..,.....,:r;T,_:ST~ 
Rejection Ratio Ra :£" 10 kil. ve.A = ::t12V 70 llO 70 llO dB 
A:. s 50U. Vctw4 = ::t12V eo 95 dB 
Supply Volla(IQ Rejection T...,...., sT..., :s; TAMA.X, 
Am to V6 z:a- ::t20V to V0 = :t:5V 
R.!!i ~ 500 
"" 
96 dB 
R, ~ 10 kn: 77 96 77 96 dB 
T ransierrt Respoi""'M T,... = 25'C, Unrty Gain 
Rise Tim~ 0.25 0.8 0.3 0.3 ~· Overshoot 6.0 20 5 5 
'" Bandwidth (Note 8} T,. = 25'C 0.437 1.5 MHz 
SIGW Rate T,. = 25'C, Unity Gain 0.3 0.7 0.5 0.5 VIJ.Io 
Supply Current T,..: 25'C 1.7 2.8 1.7 2.8 mA 
' 
Power Coll$U'l'lplion TA=25'C 
V0 : ::t20V 80 150 mw 
V 0 = ±15V 50 85 60 85 mw 
LM741A Va. = ::t20V 
r ..... T....,..N 185 mW 
T A== TAM.U;: 135 mW 
LM741 V4 = ±15V 
TA== T...,.N eo 100 
; 
mw 
T,..=T"""""" 45 75 mw ; 
l'loot. 2:. ·.at~~ MCuclrnum Rcrtnot•lncle4• ~mu t...,ond wNch d::lrn:IQt 1D tM ~ fniY occur. ()p«a.-,g Rll1ros ~ concUDc:ns ta Whkh me~ II 
1\A'\C'Uo;:no.l b~ do flOC~ ... &:piKtlc 1*1'~ Ind. 
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Electrical Characteristics (Note o) ccont;nuod) 
Notoe •~ Rw ~ all .,_ed *'lp«a1Lito.. ~ ~ ~~ r. dor•ad b6Wd on ~ r~anco. and T1 m:uc.. ~ undW ·~ MAJ<..-...n 
Aft•not"i. T1 • T..., • ("""' PD). 
TMrmal R.slstenc• 
(Junction to Arrbii!IOt) 
(.Junction to Cas.e) 
Noce <4: FOf aupptr ~ .... taan * 1$</, fw •Moeu• muimum I~~ '-~ 10 tv -..Pt)f;' ~age. 
NoM IIi: U,..... ~~t.d. ~ t~PK"I'I.:abw appty tor V• • a1~V. ~·c..: T..,,.; +1U'C (l.M7 .. 1.........n41A). FOI" U. LM7•1C1..M7•11K, thMe 
..,..ci~- lrri»d 10 O"C .: T..,..: +70'C. 
NoM Or C4kutai:KI Yalu• l'n:tn; 6W (MHZ) • O.to.'FIM Tlrneo(~). 
NCIIIII'11 For mi.twy ~- RETS7•tX lo Lt.l741 onc1 RETS741AX to:. I.M7•1 .... 




































DETAIL A _/X 
PIH •I _/ 
ICC~! J 
C.Oit 1tF '- J ~ ~.CI5 •AX (1.0 IS. ,_ --- TVP 
10-lead Ceramic Flatpak (W) 
O~fAII 1 
Order Number LM741W/883, LM741WG-MPA or LM741WG/883 
NS Package Number W10A 
National cJoes no1 assume any respa1stlilly for use of my drculry described. no dra.1il patent licenses are 1m~ led anj National reserves 
the right at any time "1thout notice to change said drtultry ar<J specifications. 
For the most current product ilforrnatlon visit us at ~'Vtw.natlonal.com. 
LIFE SUPPORT POLICY 
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NATIONAt:S PRODUCTS ARE NOT AUTHORIZED FOR USE AS CRITICAL COMPONENTS IN LIFE SUPPORT DEVICES OR SYSTEMS 
WITHOUT THE EXPRESS WRITTEN APPROVAL OF THE PRESIDENT AND GENERAL COUNSEL OF NATIONAL SEMICONDUCTOR 
CORPORATION.~ used l'll!reln: 
1. U1e support delices or systems we devices or systems 
~·hich. (a) a-e lnter<led for sLrgicat IIJl)lant Into ti18 body. or 
tb) support or sustain lite. and whose fa lure to perfonn v.'hen 
properly used in accordance with instructions tor use 
prc>~kled i1 the labefin~ can be reasonably expecl8d to result 
i1 a slgnllicant ln)UI)I to the uset. 
BANNED SUBSTANCE COMPLIANCE 
2. A alticat OOmpD11enl Is any component ot a lie SliPIJOI'I 
deVice or system whose failure to pl!fform can be reasonably 
mcpected to cause the falure of the life support device or 
syste10. or to affect its safety or effectiveness. 
National Sell'llconducfor certifies tilat the products and paddng materials meet the P""'lsloos of the Customer Products Stewardship 
Specifrcation (CSP-9-111 C2Jand the Banned Sullstances and Materials o1111erest Specification (CSP-9-11152) and contain no "Bamed 
Substances" as deli'led in CSP-9-111 S2. 
IWtioMI s.tlliconduc1Dt 





EurOJ» Cut1omt1 S.uppon C.nt« 
F-.: ~ iOt ISO.~:· 8S II 
Ernt .uq».eupportOn~ acm 
O~ch T.tt ~ (O: 60 G!io:6 '5208 
EnQiilh T.tt +4o1(0}170:•2H•217t 
F~i6 T.tt +33 (0: I 41 Ql 8750 
H•tion1l Stmiconclunor 




J1p.n C Usi.DIMf Support Center 
FM; 61~~-7507 
Email: jpn.lHdblck.ntooc:m 
Tel: 81-3-063Q. 7~:· 
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Power MOSFET MTP2955 
MTP2955V 
Power MOSFET 
12 Amps, 60 Volts 
P-Channel T0-220 
Tbis Power r..10SFET is designed to withstand high ener~ in the 
nvnlnnche oud couuuutation Ulod~s. Desi~1ed for low "·olro~e. high 
speed s.wicchill{l applications iu power supplie~. convertet·.~ nnd po\o,·er 
motOI' comrols. rhese device-s nre pnniculnrly well suired for b1;dge 
circuits where diode speed And conunutArin.e: Mfe ope:rntin{' aPen~ nre 
criricnl nnd offet" nddirionnl S.'lfery ntArgin against \mexpected voltntt:e 
trausiems. 
• Avalanche Ene1~ Specified 
• loss and Vos(on) Specified At ElcHued Tempt..'l'llttu·e 
MAXIMUM RATINGS (TC =- 25~ unless OlllGI'\YiSG noted) 
Rating Symbol Valuo Unit 
Omin-to-Source Voltoge Voss 60 Vdc 
Drain-to-Gate Voltage <RGs = 1.0 MO> VDGR 60 Vdc 
Gala-to-Source Voltage 
-Continuous VGs ±IS Vdc 
- Noo-Rapelitive {lp :i 10 ms) VGSM :t 25 Vpk 
Droin Current - Conlinuous lo 12 Adc 
- Continuous C 100"'C lo 80 
- SinOJe Pulse (tp s: 10 ~lS) toM 42 Apk 
Totol Powo&r Otssipntion Po GO Wotl$ 
Denne nbove 25"C 0.40 Wf'C 
Operating and Storage Temperature TJ. Tstg -5510 •c 
Rl'lnoe 175 
Single PulSe Orai~Source Avalanche EAS 216 mJ 
EnerQY - Starting T J = 25"C 
CVoo = 25 Vdc, VGs = 10 Vdc. Peok 
IL = 12 Apk, L = 3.0 mH. RG = 25 J:l) 
Thermal Resistance -cJW 
- Junction to Case ROJc 25 
- Junction to Ami:Ment ReJA 62.5 
Maximum Leod Temperotwe for Soldering h 260 •c 






RoS(on) = 230 mn 
P-Chann•l 
MARKING CIAGRAM 














= Devlce Code 
= Locotion Code 
=Veer y 






P'r.t•rr•d oevk:es ar-e re-cornrnet'1de<l cnoic~ ror fUh.w& u~ 
ona besl over~! WIUe. 
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ELECTRICAL CHARACTERISTICS (TJ = 25'C unless otherwise noted) 
I C haracter1stlc I Symbol Min Typ Max Unit 
OFF CHARACTERISTICS 
OroirHo-SOUrce Breakdown VortnQe (Cpk ~ 2.0) (Note 3.) V(BR)DSS 
(VGs = o Vdc, lo = 0.25 mAde) 60 - - Vdc 
Temperature Coefficient (Positive) - 58 - mVI'C 
Zero Gnte Volt~ a Drain Current toss I!Adc 
<Vos = 60 Vdc. vGs = o Vdcl - - 10 
rvos = 60 Vdc, vcs = o Vdc, TJ = 150"CJ - - 100 
Gat&-Body Leakage Current (VGs = ± 15 Vdc, Vos = o Vdcl IGSS - - 100 nAdc 
ON CHARACTERISTICS (Note 1 ) 
Gale Thresl101d VottaQe (Cpk ~ 2.0) (Note 3.) VGS(th) 
(VOS = VGS, IO = 250 I!Adc) 2.0 2.8 4.0 Vdc 
Threshold Temperature coenicient (NagoUve) 
-
5.0 - mVI'C 
Sllltic Draio-to-Source Co-Resistance (Cpk ~ 1.5) (Note 3.1 RoS(on) Ohm 
(VGs = 10 Vdc, 10 = 6.0 Adc) - 0.185 0.230 
Drain-to-Source On-VoltDge vosron) Vdc 
<VGS = tO Vdc.lo = 12 Adcl - - 2.9 
!VGS = 10 Vdc, lo = 6.0 Adc, TJ = 150'CJ 
- -
2.5 
Forward Transconductance <Vos = 10 Vdc, lo = 6.0 Adc) 9FS 3.0 5.0 - mhos 
DYNAMIC CHARACTERISTICS 
Input Capacitance Cis.s - 550 700 pF 
Output Capacitance <Vos = 25 Vdc, VGS = 0 Vdc, Coss - 200 280 t = 1.0 MHz) 
Revers-e Transfer Copadtance Crss - 50 100 
SWITCHING CHARACTERISTICS (Note 2 I 
Turn-On Deloy Time lct(on) - 15 30 ns 
Rise Time <Voo = 30 Vdc, lo = 12 Adc. lr - 50 100 
Turo-Off Delay Time 
VGS = 10Vdc, 
lct(on) 24 50 RG =9.1 n1 -
FoU Time It - 39 80 
Gale Charge or - 19 30 nC 
!Vos = 48 Vdc, 1o = 12 Adc. 01 - 4.0 -
VGS = 10 Vdc) D2 - 9.0 -
03 - 7.0 -
SOURCE-DRAIN DIODE CHARACTERISTICS 
Fonvnrd On-Vollage (Note 1.1 (IS= 12 Adc, VGS = 0 Vdc) Vso Vdc 
-
1.6 3.0 (IS= 12 Adc, VGS = 0 Vdc. TJ = 15Q•C) 
- 1.5 -
Revers19 Recovery Time lrr - 115 - ns 
Ia - 90 -(IS= 12 Adc. VGS = 0 Vdc, 
It> - 25 -dlsJdl = 100 AlliS I 
Reverse R&eovery Stored ORR - 0 53 - ~c 
Chorga 
INTERNAL PACKAGE INDUCTANCE 
lntemoJ Ornin lnductnnce Lo nH 
(Measured from the drain leod 0.25" from package to center or die) - 4.5 -
Internet Source Inductance Ls nH 
(Measured from the sourceleod 0.25" tram pad<age to source bond pod) - 7.5 -
1. Pulse Test. Pulse Width s 300 I''· Duty Cycle,; 2%. 
2 SWitching chnraderislic'i ore independent of operating junction lemperature. 
3. Ranects typicol values. _ I Max limit- Tvp 1 
Cpk - 3 x SIGMA 
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TYPICAL ELECTRICAL CHARACTERISTICS 
5V 
4 7 10 
Vos. DFWN-TO-SOURCC VOLTAGE (VOLTSI 
Figure 1. On-Region Chorocterlstlcs 
' 
1 0.40 
~ 0.35 _ VGS • 10V _ ----~ -----:;;;/--~ 






















6 12 15 18 21 
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Figure 3. On-Resistance versus Drain Current 
and Temporeture 
' ' Vos•10V 
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Figure 5. On-Resistance Variation with 
Temperature 
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Vos. GATE-TO-SOURCE VOLTAGE (VOLTS) 
Figure 2. Tronsfer Charocterlstlcs 
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Figure 4. On-Resistance versus Droln Current 
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Vos. DRAIN-TO-SOURCC VOLTAGE (VOLTSI 
Figure 6. Drain-To-Source Leokage 








POWER MOSFET SWITCHING 
Switch in~ belm,·ior is most easily modeled nud predicted 
by reco!'nizing thnt the power MOSFET is chaJ11e 
conn,lled. Tile leugths of nuious ~witching inter...-als (dr) 
are determined by how fast 1he FET input cnpacitance cnn 
be ch.'ll'¥ed by cun·ent froru tlle generntor. 
The published capacitance darn is difficult to use for 
calculatin~ rise tmd fnll because cb·nin~are capacitance 
vnries gre:uly \\"ith npplied volmg:e. Accordiu~y. ~ate 
charge d.1ta is used. lu most CliSes, a satisfactory estimme of 
n\·erage inpur c\tn'eJll UG(AV)) can be n.wde from a 
rudimemnry analysis of the dri\·e circuit so that 
I= QIIQ(AV) 
During: 1.he 1ise and fnll tirue interval when switching a 
resistive lond. V GS remains virtunlly constmu at a level 
knowu ns the plllteau Yolrnge. Vsop. Therefore. rise and fnU 
times m.ay be approximated by the following: 
tr= Q2 x RoiCVoo- VosPl 
tf- Q2 x RoiVGsP 
wher.e 
V GG- tb~ gnte dri\·.e \'Oltnge. which vruies from Z(:l:o to V GG 
RG - rhe g~He cbive r.esistance 
nnd Q:z and VGSP nre read from the ~me chat-ge curYe. 
During d1e nu11-on nud nm1-0ff cklay times. gnre cw1·e111 is 
not consrnm. The simplest cnlculnrion uses npproprinte 
,·aJues from the capacirnnce cur~:es in a stllll.dard equation for 
,·oltage change in an RC network. The equntions ru·e: 
td(on) = R(; Ciss In [VGof(Voo- VQSP)] 























The capacitance (Ci.sl is read from the capacitance CUJYe ar 
a \'Olta$e con·espouding to the off-stnte coudition \\'ben 
calculating ld(ou) nnd is rend nt a \"'lmg:e com:spoudi11g to d1e 
oo-sU\te when cnlculntiJ18 td(oft} 
At hi¢1 switchi.Jl¥ ~peeds. parasitic circuit eletuems 
complicate the nn.1l)"'is. The inductance of the MOSFET 
SO\U'Ce lend. in~ide the package and in the circuit wiring 
which is common to both the drain and gme cuJTent paths. 
produces n voltag~ ar the source which reduces the gate chive 
cun-eur. The \"Oitl18e is deremtiued by Ldi/dr. out siuce di/dr 
is n fi.mction of drniu cw1·em. the uuuhematical solution is 
complex. The ~10SFET output capacitance also 
complicates the mnthenwics. And fionlly. MOSFETs have 
finite internal gnte resistance which effectively adds to the 
resistnnce of the driving source, but d1e internal resistance 
is difficulr to metiS\u·e and. consequently. is not specified. 
The resisti,·e s-w'itching: time vnri:uion ver~us gnte 
resismnce (Fig:tu·e 9) shows hOVt· typicnl switching 
perfonnauce is affected by the pnrnsitic circuit elements. If 
the pornsitic:s were not present. il1e slope of the c:lUVes would 
Ulaintnin a value of tulity n:gnrdless of the S\\;tch.in¥ speed. 
The circuit used to obtain the dnta is constnteted to nlin.i.nlize 
conunon inductance in the drain and gnte circuit loops and 
is bdie,·ed readily nchie,·nble with bonrd JUO\Ulted 
compouems. l\1ost power electronic Jo.:1ds ila-e inductive: rhe 
dMa in the figure is take11 with a resisti\'e lond. which 
appro.xit11<·ues an optimally snubbed inductive load. Power 
MOSFETs llU\)' be safely ope>nted into au inductive load: 
however. snubbing reduces switclliug losses. 





tO tS 20 25 
GATE-TO-SOURCC OR OAAIN-TO-SOURCC VOLTAGE {'oQLTSl 
Figure 7. Capacitance Variation 
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Figure 8. Gate-To-Source and Crain-To-Source 
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Variation versus Gate Resistance 
100 








VGS • OV 










0.5 0.7 09 1.1 IJ 1.5 1.7 1.9 
Vso, SOlACE-TO-ORAJNVOLTAGE (VOLTS) 
Figure 10. Olode Forward Voltage versus current 
SAFE OPERATING AREA 
The F01wnrd Bin•ed Snfe Opernting Al·en ctu''"' defwe 
the tu..1x.imum silnu.ltnneous drain-to-source volrn!Ze and 
dmiu current that a transistor can hmtdle safely when it is 
f01wnrd binsed. Cw-ves are based upon mmtllm1m peak 
jtmction tempernnrre and a case temperanlt'e (T C) of 2.~9C. 
Peak repetitive pulsed power limits ru-e detennined by using 
the thennnl response data in conjlulCtion with the procedures 
discussed in A.!'l569. ''Transient Thermal 
Resistance-Genernl On1n and lis US<.'. 
Switching between the off-stnle nod the on-!itnte n1..1y 
n·nverse nny lond line provided neither rnh:d peak ctm·ent 
(1oM) nor rated vohage (Voss) is exceeded nud 1be 
u·ansilion time (1r.1f) do not e.'<ceed I 0 ~Ls. In addition 1he total 
power nYeroged o,·er a complete switching cycle must not 
exceed (TJ(MAX)- Tc)I(R.eJ('). 
A Power MOSFET designnled E-FET cnn be safely used 
in !>''itchin$ circuits with unclnmped inductive loads. For 
reliable operation. the stored energy from circuit inductance 
dissipated in the trnnsistor willie in avalanche must be less 
tlu\11 U1e nlled Limi1 nnd ndjus1ed for opernting conditions 
differin~ from those s~ified. Although iudusn)' practice is 
to rate in tenns of energy. aYnlanche energy capability is nor 
n constant. The energy mti.ug decreases non-linearly with nn 
increase of peak tlDTem in nvnlnnche nnd pe:nk jlulction 
tempernnu·e. 
Ahhough mnny E-FETs can wilhstaud 1be stress of 
dmio-to-source nYnlnnche at currents up to rated pulsed 
ctnTent (Ioi\-t). rhe energy raring is specified at rated 
continuous cu.n-ent (Io). in nccordnnce with industry 
custom. The en~ ratins umsr be deroted for tempernture 
ns .!>own in tl1e nccompauyin!< !<l'lljlh (Figure 13). Ma:'<ilnum 
euergy nt C\trrents below rnted continuous Io cnn st~.fely be 
n.sstuned to eqtU\I the vaJucs indicnred. 
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SAFE OPERATING AREA 
IOO~~EII YGS •ISV SINGLE PULSE 
~ Tc·25<C 
;t 
10 ~~~~~~-t'-..~11 ~ ~ :•oo, .. 
z l 1 1i'i.•.~ms 1;• llllll ~1.0~~!11 
ci ~ f= Ao5(C11) LIMIT 
I-I- THEAMAL UMIT • 
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Vos. CRAIN-TO-SOURCE VOLTAGE (VOLTS) 
Flgure11. Maximum Rated Forward Biased 
Safe Operating Area 
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Figura 12. Maximum Avalanche Energy versus 
Starting Junction Temperature 
1~ t::::--
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Figure 13. Thermal Response 
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ON Semleoneluetor and (l) are lrndem3r'lts of Semiconouctor Components tncl.Jstnes. LLC (SCIUC). SCILLC reservei lhe rtghi to make cnanges 
wnrtou1 ft.Jrther notk:e 10 ony prodlJds herefl. SCIUC makes ro 'Kolfl'arty. represent:JtiOn a r;p.l~ regarang lhe St.itabllt)' of ItS prOOuas kX any IXlrticuW 
purpose, llOl does SCILLC assume ony liability artslng out 01 the applicatlcn or use Of any produe1 or ctrtult. ana spectncalty disclaims any and .111labimy, 
lndUdlng WithOUt llmltaUOn special, <:onsequentlal Ot tnctoemal mmages. -rypleal" p.arorneters wNd1 may t)(' prOViaea in SCILLC dJta sneers al"l(ll()( 
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12 Amps, 60 Volts 
N-Channel T0-220 
Thi$ Power ~10SFET is de,'iigned to withstand high enerEr)' in the 
<walnnche nnd conuuutntion m.ode!.. D~!.ip.ned for low voltn£1e. high 
<;peed switching DJ)t>licnrion .. <> in power ~upplies. com·enen and power 
motor controls. thes-e devices nre pnniculttdy well suited fot· bl;dge 
circuits wbe1-e diode sp~ed and conunut;ttinp snfe operoting ru·ea.<i are 
criticnl nncl offer addirionnl :<>nfery mar~n ~gainst 1mexpccred volrnge 
trnu!>iem.s. 
• Ou ..... ·c:sjst:mce Aren Pt-oduct nbom One-hnlf that of Standard 
MOSFETs with New Low \.<''oltnge. Low Ros(on) Technology 
• FasteJ· Switchinp: thnn E-FET Predecessors 
• Avnlnnche Energy Specified 
• lDSS and Vos(on) Speci:fi~:d "' Elenued Tt::m~nuun: 
• Static PnrnmeteJ"S nre th~ Saute for botb TMOS V nnd 
TMOS E-FET 
MAXIMUM RATINGS (Tc:. 25~ unloss olhGfWiso noted} 
Rating Symbol Value 
Drnin-Source VoltDge voss 60 
Oroin-Gnte Vollllga (RGS = 1 "0 t..Ul) VooR 60 
Gn!e-Source Voltttge 
-Continuous VGS ±20 
- Non-Repetitiv~ (lp :>: 10 rns) VGSM ± 25 
Drnin Current -Continuous@ 25"'C lo 12 
- Conlinuous @ 1 OOOC IO 7.3 
- SingiG Putse (tp:;; ·to ~s.) lot.t 37 
Total Power Oissipotion @ 25"'C Po 48 
Oerote above 25"'C 0.32 
OperatiOQ end SIOt'Dge Temperature Range TJ. Tstg -5510 
175 
Single Pulse Oroin-to-Source Avotonche EAS 72 
Energy - Sttutino T J = 2S.,C 
Noo = 25 Vdc, VGs = 10 Vdc, 
IL = 12Apk.L = 1.0 mH, RG = 25 0:) 
Thermnl Resistance- Junction to CoSIOI Rruc 3.13 
- Junction to Ambient Rs.JA 62.5 
Maximum Lead Tolmperoture for Soldering TL 200 

















Ros(on) = 150 mn 
N-Channel 
MARKING DIAGRAM 












MTP305SV = Device Code 
LL = Locodon COde 
Y = Yeor 






,.rer.rr•d dlevlces are recomme-nded choices for futLM"e usa 
ond ~.sl overall VllkJe'. 
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Appendix-A (Continued) 
E~ECTRICA~ CHARACTERISTICS (TJ = 25'C unlessother.v1senoted) 
Characteristic I Symbol Min Typ Max Unit 
OFF CHARACTERISTICS 
Drain-Source Breakdown Voltage V(BR)DSS 
<VGS = 0 Vdc, lo = 250 !lAde) 60 - - Vdc 
Temperature CootriClent (Positive) - 65 - mV/'C 
Zero Gate Volln<;ie Drain Current toss !lAde 
<Vos = 60 Vdc, VGs = o Vdc) - - '10 
(Vos = 60 vac. VGs = o Vdc, T J = tso•c) - - 100 
Gate--Body Leakage Current <VGs = ± 20 Vdc, Vos = 0) IGSS 100 nAdc 
ON CHARACTERISTICS (Note 1 ) 
Gate Threshold Volln<;ie VGS(Ih) 
(Vos = VGs. to= 250 ~del 2.0 2.7 4.0 vac 
Temperature Coefficient (Negative) 
- 5.4 - mV/"C 
Stolle Drain-Source On-Resistance (VGs = 10 Vdc, to - 6.0 Adc) Rosron) - 0.10 0.15 Ohm 
Drain-Source On-Voltllge <VGs = 10 Vdc) Vostonl Vdc 
<to= t2Adc) - u 2.2 
(IO = 6.0 Adc, T J = 150•C) 
- -
1.9 
FOIWard Transconductance <Vos = 7.0 Vdc, to= 6.0 Adc) QFS 4.0 5.0 - mhos 
DYNAMIC CHARACTERISTICS 
Input Capedtence Ciss 410 500 pF 
Output Capacitance <Vos = 25 Vdc, VGs = o vac. Coss r = 1.0 MHzl - 130 180 
Reverse Transfer Copodtanca Crss 25 50 
SWITCHING CHARACTERISTICS (Note 2) 
Tum--Dn Delay Time ta(on) - 7.0 10 ns 
Risanme <Voo = 30 Vdc, to= 12 Adc, lr - 34 60 
T um-Qff Delay Time VGS = 10 Vdc, id(ofl) 17 30 RG=9.1 0) -
Fall Time tf - 18 50 
Gate Charge Or - 12.2 17 nC (See Figure 8) 
01 - 3.2 -<Vos = 48 Vdc, to= 12 Adc, 
VGS = 10 Vdc) 02 - 5.2 -
03 - 5.5 -
SOURCE-DRAIN DIODE CHARACTERISTICS 
FOIWOrd On-Voltage (Note 1.) (ts = 12 Adc, VGs = o Vdc) Vso Vdc 
- 1.0 1.6 (IS= 12 Adc, VGS = 0 Vdc, TJ = 150•C) 
- 0.91 -
Reverse Recovery Time trr - 56 - ns (See F~gure 15) 
Ia - 40 -(IS= 12 Adc, VGS = 0 Vdc, 
It> - 16 -dlg/dt = 100 Ai)ls) 
Reverse Recovery Stored ORR - 0.128 - ~c 
Charge 
INTERNAL PACKAGE INDUCTANCE 
Internal Drain Inductance Lo nH 
(Measured from conloct screw on tab to center of die) 
- 3.5 -
(Measured from the drain lead 0.25" from package to center or die) 4.5 
lntemoJ Source Inductance Ls - 7.5 - nH 
(Measured from the source lead 0.25" from peckoge to source bond pad) 
1. Pulse Test Puls<l Widths 300 11s. Duty Cycles 2%. 
2. Switching Choractertstics ore independent or operating junction temperolure. 
Appendix-A (Continued) 
TYPICAL ELECTRICAL CHARACTERISTICS 
• • ~25·C 
-
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Vos. DRAIN-TO-SOURCE VOLTAGE (VOLTS) 
Figure 1. On-Region Choractorlstlcs 
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Figure 3. On-Resistance versus Crain Current 
and Temperature 
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Figure 5. On-Resistance Variation with 
Temperature 
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Figure 4. On-Resistance versus Crain Current 
and Gate Voltage 
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Vos. DRAIN-TO-SOURCE VOLTAGE (VOLTS) 
Figure 6. Craln-To-Sourco Leakage 





POWER MOSFET SWITCHING 
Swltchin~ behmior is most easily modeled nnd predicted 
by recognizin~ that the power MOSFET is chorge 
controlled. The lengths of vru:ious S\\itchin~ inten·als (At) 
are detenuined by how fast the FET input cnpacitance can 
be chnrged by ctu1-ent from the ~eneraror. 
The published cnpncitance data ;. difficult to use for 
calculatin9: rise nnd faU because drnin-£~:nte cnpncitnnce 
vades ~rently with npplied volrnge. Accordingly. ~are 
chnr~~ datn is tu.ed. lu molit cases, n satisfncrory estimate of 
"'·ern~e input cun·em (iG(AV)) can ~ made from a 
nldi.J.neutruy analysis of tlle <hive circuit so thnt 
•- Ql!o(AV) 
Durin!l the rise nnd fall time intervnl when switchin!l a 
resisrjy~ load. V OS remains Yinually constAnt nt A level 
known as the plntc:au vohn~~. VSGP- Therefore. 1ise and full 
times llu1)' ~ approximated by the following: 
tr = Q2 x RQ/(Voo- VosP) 
If- Q2 X RofVGSP 
where 
V GG = d10 gate dtiYe ,·olmge. which Yruies from zero to Voo 
R(j = th~ !fate drive •~sistance 
and Q2 nn.d V GSP nre rend from th~ gnte charge cmve. 
Dnrin,g the turn-on end nun-off delny t.irues. g:ate current is 
not constant. The simplest calculation uses appropriate 
values from We CRJ"1citnnce Cluves in n standard equation for 
voltage change in an RC network. The equatious are: 
'd(on) = Rc; Ciss In fVGof(\'GG- VospJ] 
ld(ofJ)- Rc; Ciss In (VooJVosp) 









Tite cnpacimnce (Ciss) is t-end from the capacitance ctuve at 
a voha$e con·esponding to the off-state condition when 
cnlcularin~ fd(on) Md is rend at a vohnge oon"eSpOndili!Z to the 
ot>--<;tate when calculatin~ ld(ofJ)· 
At high switching speeds. parasitic circuit elements 
complicate the analysis. The inductance of the MOSFET 
source lead. inside the pnckage and in the circuit wiring 
which is couuuon to both the dmin and gate cun·ent paths. 
produces a ,·olrage at th~ sow-c~ which reduces the S!Dte chive 
ctaT<tll. 1l1e volta~ is determined by Ldi/dt. bm since di/dt 
is a ftmction of drnin cmT~nt. the mathematical solution is 
complex. The MOSFET output capacitance nlso 
complicntes tile mnthematics. And fi11<1lly. MOSFETs hnw 
fmite iutemal gnte resistance which effectively ndds to the 
resisrnuce of the dJiving S.Olu·ce. btU rhe intemnl resistance 
is difficult to metlsure and consequently. is not specified. 
The resistive swirching time variation versus gate 
res-istance (Fi~tre 9) shm\'S. how rypicnl 5witching 
pe~fomumce is affected by rhe parnsitic circuit elements. If 
tlte pnrasitics were not present, dte slope oftbe cwvec; would 
UL;1intnin n value of unity re~nrdless of the ~vitchill¥ speed. 
The circuit used to obtain the datn ;. constructed to minimize 
conunon inducrauce in the drniu and gate circuit loops and 
is believed readily achievable with board mounted 
components. l\iost power electronic loads are inductive: the 
dlltn iu the figure is taken with a resistive load. which 
npprox.imnres nn optimally snubbed inductive load. Power 
MOSFETs Du1Y be safely operated into nn iuducti1·e load: 
howe,·er. snubbiu,g. reduces switchin~ lo~e~. 
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Figure 8. Gate-To-Source and Oraln-To-Source 
Voltage versus Total Charge 
RQ, GATE RESISTANCE (OHMS) 
Figure 9. Resistive Switching Time 
Variation versus Gate Resistance 
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Figure 10. Stored Charge 
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Vso. SOURCE-TO-DRAIN VOIJAGE (VOLTS) 
Figure 11. Olode Forward Voltage versus Currant 
SAFE OPERATING AREA 
Th~ Forward Biased Safe Operntlll$ Area C\UYe') defllle 
the IU.c1xim\Ull simultaneous drnin-tCH.ource vohnge nod 
dmin ctnTenr thnt n rnmsistor cnn handle safely when it is 
forward binsed. C'urYes are bnsed upon mnxinmnt peak 
jwtcrion remperat1.u·e nnd n case rempernnlfe (T C) of 25°C. 
Peak repetiri\'e pulsed power limits nre detenuined by using 
the the:nool response darn in conjunction \\ith the procedtu-es 
discu'sed in A!'l569, '·Transien1 Therullll 
R~isttmce-General Data and Its Use." 
Swirchiu~ bern:eeu the off-state and the on-state runy 
h·nverse any load line pro\·ided neither rated peak C\Ul"elll 
([oM) nor rnred vohn~e (Voss) is exceeded nnd 1he 
n'llnsiriou time (t,..tf) do no1 exceed 10 ~Is. In addi1ion d1e roml 
power averaged over a complete switchinSE cycle must not 
exceed (TJ(MA,"\.')- Tc)I(RI)JC). 
A Power MOSFET desi~11ed E-FET can be snfely used 
in !'-.Witching circuits \Vith undamped inductive loads. For 
reliable operntion. the ~tored ener~ from circuit inductance 
dissipated in the transistor while in av3lnnche IUWit be les.i 
thn.n the rated limit nnd adjusted for operating conditions 
differing from those s~ified. Although industry pmctice is 
to mte in tetms of energy. avnlnnche ~nergy cnpnbiliry j_lj not 
n con~umt. Tite energy mtin~ decn~ases nor~linenrly \\ith an 
increase of peak ClUTent in avalanche nnd penk junction 
teruperantre. 
Although mnny E-FETs cru1 withstnnd 1he stress of 
drain-£o--source nvnlnnche M ctuTelltS np to rated pulsed 
cmnn1 OoMl· the ene~ mting i• specified n1 rn1ed 
continuous ctUTent (lo), in nccordnnce with industry 
custom. The energy ratin~ must be derated for temperature 
ns shown in the accompanying gmph (Figure 13). Mn:<imum 
energy at ClUl"eUfS below rnted continuous Io can snfely be 
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Permanent Magnet Brush Less D.C. Motor 
Airnax Series 9904 120 52 .. 
39mm square flange • plastic geared DC motor 
RS 336-343 
RS 336-337 
9904 120 52402 
9904 120 52405 
RS 336-321 
RS 336-315 
DC Geared Motors 
9904 120 52602 
9904 120 52605 
This range of small d.c. motors with integrated gear train is designed for applications 
requiring quality design end long life drive units. The motor has been designed with a 
permanent magnet stator system. The reduction gearbox has gearwheels of polyacetal 
resin. Spark suppression is obtained by a sandwich mounted disc-VDR between 
commutator and rotor coils. The grey injected plastic housing is highly resistant to 
chemicals and corrosion. Mounting of the motor is provided for with four M2.5 clearance 
holes on the flange. 
Application examples include: 
• vending & coffee machines 
• air valve control 
• ticket dispensers 
• office ·automation 
• printing machines 
• entertainment products, scale models 
Dimensional drawing 2.7 
tJI-,,s 
... L" ----27.:_r 
Rated working point: 
3.5mNm@ 3000rpm !1 Walt. continuous. motor typical life approx. 2500 hours) 
Not relevant for all gear ratios · Max. gearbox torque to be considered 
Rated Rotor No Load 
Voltage Reslsl Speed 
Part Number (VJ (Ohm) (rpm) 
9904 120 52 4xx 6 4.7 3900 






Brushes : Carbon 
Commutator : flat copper 
3 segments 
Connections : Solder tags 
Thermal res. : 30'KIW 
(winding/ambient) 
Product designed and manufactured in the EEC to ISO 9001 standards 
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Appendix-A (Continued) 
Operating temperature Range 
Storage temperature Range 
Bearings 




-20 to +60'C 
-40 to +70'C 
Sleeve Bronze. Self Lubricating 
0.5mm 
Polycetal Resin - Grey 
Polycetal Resin 
125g approx. 
The values given below apply to an ambient temperature of 22 :t 5'C. an atmospheric pressure of 
86 to 106kPA and a relative humidity of 45 to 75%. 
catalogue numb..-
9904120 62 .. 402 602 405 606 
reduction Millo 9: 1 60: 1. 
Nominal values 
vo~age (d. c.) 6 12 6 12 v 
torque 25 125 mNm 
speed 1lt nom. load 330 60 rev/ 
at no load 415 78 min 
current at nom. load 360 185 360 185 rnA 
at no load 80 45 80 4S mA 
Input power 2.1 2.2 2.1 2.2 w 
dir.-ctlon of rotation • cw C:W+ ccw 
max. radiaJ fore• 
2 on tho bearings 6 N 
max. axial force 2 6 N 
Limiting conditions 
mox voltage (d. c.) 9 18 9 18 v 
max. perm. load 37.5 160 mNm 
• VIewed from tho shaft end 
Notes: -The specified rated current values should not be exceeded. 
- The gearbox should be externally protected (eg. torque limiter or current control) 
in systems where torque peaks (or stall) can be expected. 
- Indicated no-load-currents are maximum values. to be considered as worst case over 
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Force Sensor Data Sheet 
MICRO SWITCH Force Sensors 




• Precision force sensing 
• Adaptable product design 
• Highly reliable 
• Signal conditioning available 
• Electrically ratlometric output 
• Extremely low deflection (30 
microns typical@ Full Scale) 
• Low repeatability errors 
(± 0.2% Span) 
• Low linearity errors (± 0.5% 
Span) 
• Low off-center loading errors 
• Resolution to 1.0 gram force 
• Fast response time 
• Low power consumption 
• High ESD resistance- 10 KV 
TYPICAL APPLICATIONS 
• Medical infusion pumps 
• Kidney dialysis machines 
• Robotic end-effectors 
• Variable tension control 
• Load and compression 
sensing 
• Contact sensing 
Honeywell Sensing and Control 
The FS Series Force Sensor provides precise, reliable force sensing 
performance in a compact commercial grade package. The sensor 
features a proven sensing technology that utilizes a specialized 
piezoresistive micro.machined silicon sensing element. The low power. 
unamplified, non-compensated Wheatstone bridge circuit design 
provides inheren~y stable mV outputs over the 1,500 gram force range. 
The force sensor operates on the principle that the resistance of 
silicon implanted plezoresistors will increase when the resistors flex 
under an applied force The sensor concentrates force from the 
application through the stainless steel plunger directly to the silicon 
sensing element. The amount of resistance changes in proportion to the 
amount of force being applied. This change in circuh resistance results 
In a corresponding mV output level. 
The sensor package design incorporates a patented modular 
construction. The use of innovative elastomeric technology and 
engineered molded plastics resu~s in load capacities of 5.5 Kg over-
force. The stainless steel plunger provides excellent mechanical stability 
and is adaptable to a variety of applications. Various electrical 
interconnects can accept pre.wired connectors, printed circuit board 
mounting, and surface mounting. The unique sensor design also 
provides a variety of mounting options including mounting brackets, as 
well as application-specific mounting requirements. 
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MICRO SWITCH Force Sensors 
Force Sensor 
PERFORMANCE CHARACTERISTICS@ 10 ± 0.01 VDC, 25'C 
Preliminary, based on limited test data 
Parameter Min. Typ. Max. Units 
Exdtauon· 10 12 voc 
Null shift. 25 to 0'. 25 to 50'C ± 0.5 mV 
Null onset ·30 0 +30 mv 
Linearity (BFSL) ± 0.5 %Span 
Sensitivity 0.24 mVIgrf 
SensitiVity shllt 
25 to o•. 25 to so•c ± 5.0 % Spon 
Repeatability ± 0.2 %Span 
Response Umo 1.0 msac 
Input resistance 5.0 K ohms 
Output resistance 5.0 K ohms 
Plunger denection 30 microns 
Weight 2.0 grams 
ESD (direct contact· torminels 
and plunger) 10 kVolts 
'Non-compensated force sensors. excited by constant current (1.5 rnA) 
Instead of voltage, exhibit partial temperature compensation of Span. 
ENVIRONMENTAL SPECIFICATIONS 
Operating temperature -40 to +85'C (-40 to +185'F) 
Storage temperature -55 to +105'C (·67 to +221'F) 
Shock Qualification testae to 150 g 
Vlbrotlon auollficetlon testae to 0 to 2 kHz, 20 g sino 
Note: All force related speclflcaUons are established using dead \velght or 
compliant force. 
ORDER GUIDE 








FSG·15N1A 1.500 290 360 430 5.500 
MOUNTING 
The sensor output character-
istics do not change with respect 
to mounting orientation. Care 
should be taken not to obstruct 
the vent hole in the bottom of the 
sensor housing. Improper 
venting may result in unstable 
output. 
Mounting bracket mounting 
torque: 2-5 in. lb. (.21-,56 Nm). 
APPLYING FORCE 
Evaluation of the sensor is to 
be performed using dead-weight 
or compliant force. Application of 
a rigid, immobile force will result 
in output drift (decrease) as 
elastomeric seals relax. Off· 
center plunger loading has 
minimal effect on sensor 
performance and maintains 




FS SERIES CIRCUIT 
1. Circled numbers refer to sensor 
terminals (pins). Pin 1 is 
designated with a notch. 
Pin 1 =Supply V, (+) 
Pin 2 =Output,(+) 
Pin 3 =Ground,(·) 
Pin 4 =Output.(·) 
2. The force sensor may be 
powered by voltage or current. 
Maximum supply voltage is not 
to exceed 12 volts. Maximum 
supply current is not to exceed 
1.6 rnA. Power is applied across 
Pin 1 and Pin 3. 
3. The sensor output should be 
measured as a differential 
voltage across Pin 2 and Pin 4 
(V0 = V, • V.). The output is 
ratiometric to the supply voltage. 
Shifts in supply vottage will 
cause shifts in output. Neither 
Pin 2 nor Pin 4 should be tied to 
ground or voltage supply. 
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MICRO SWITCH Force Sensors 
Force Sensor 
MOUNTING DIMENSIONS (for reference only) 




Catalog Listing Description 










MICRO SWITCH Force Sensors 
Force Sensor 
S"udu; ~~ Coun-ol 
H('OOeywell [,l\:. 
II \Vc-\1 Sprinj S~r~d 
F~~port. lllinoi~ tiiO.~~ 
.cli.--~M \V--......--
FS Series 
SALES AND SERVICE 
Honeywell's MICRO SWITCH 
Division serves its customers 
through a wor1dwide network of 
sales offtees and distributors. For 
application assistance. current 
specifications, pricing or name of 
the nearest Authorized Distributor, 








Specifications may change 
without notice. The information we 
supply is believed to be accurate 
and reliable as of this printing. 
However, we assume no 
responsibility for its use. 
While we provide application 
assistance, personally and 
through our literature, it is up to 
the customer to determine the 






Needle Insertion Force by XRF 440M Pocket Data Logger 
21 Gauge/0.9 millimeter Diameter Needle insertion Force 
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23 Gauge/0.6 millimeter Diameter Needle Insertion Force 
Force vs Time 
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Mechanical Drawing of Haptic feedback Device Components 
Assembly Drawing 
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Appendix-0 
M-file of Graphical user interface 
function varargout = Ngui2(varargin) 
% Ngui2 M-file for Ngui2.fig 
% Ngui2, by itself, creates a new Ngui2 or raises the existing 
% singleton*. 
% 
% H = Ngui2 returns the handle to a new Ngui2 or the handle to 
% the existing singleton*. 
% 
% Ngui2('CALLBACK',h0bject,event0ata,handles, ... ) calls the local 
% function named CALLBACK in Ngui2.M with the given input arguments. 
% 
% Ngui2('Property','Value', ... ) creates a new Ngui2 or raises the 
% existing singleton*. Starting from the left, property value pairs are 
% applied to the GUI before Ngui2_0peningFunction gets called. An 
% unrecognized property name or invalid value makes property application 
% stop. All inputs are passed to Ngui2 _ OpeningFcn via varargin. 
% 
% *See GUI Options on GUIDE's Tools menu. Choose "GUI allows only one 
% instance to run (singleton)". 
% 
%See also: GUIDE, GUIDATA, GUIHANDLES 
%Copyright 2002-2003 The Math Works, Inc. 
% Edit the above text to modifY the response to help Ngui2 
%Last Modified by GUIDE v2.5 06-Apr-2008 00:34:48 
%Begin initialization code- DO NOT EDIT 
gui_ Singleton= I; 
gui_State = struct('gui_Name', mfilename, ... 
'gui_Singleton', gui_Singleton, ... 
'gui_OpeningFcn', @Ngui2_0peningFcn, ... 
'gui_OutputFcn', @Ngui2_0utputFcn, ... 
'gui_LayoutFcn', [] , ... 
'gui_Callback', []); 
if nargin && ischar(varargin{ I}) 
gui_State.gui_ Callback= str2func(varargin {I}); 




[ varargout{ I :nargout}] = gui_ mainfcn(gui_ State, varargin {:} ); 
else 
gui_mainfcn(gui_State, varargin {:} ); 
end 
%End initialization code- DO NOT EDIT 
% --- Executes just before Ngui2 is made visible. 
function Ngui2_0peningFcn(hObject, eventdata, handles, varargin) 
%This function has no output args, see OutputFcn. 
% hObject handle to figure 
% eventdata reserved - to be defined in a future version of MA TLAB 
%handles structure with handles and user data (see GUIDATA) 
% varargin command line arguments to Ngui2 (see VARARGIN) 
%Choose default command line output for Ngui2 
handles.output = hObject; 
% Update handles structure 
guidata(hObject, handles); 
% UIWAIT makes Ngui2 wait for user response (see UIRESUME) 
% uiwait(handles.figure I); 
%---Outputs from this function are returned to the command line. 
function varargout = Ngui2_ OutputFcn(hObject, eventdata, handles) 
% varargout cell array for returning output args (see V ARARGOUT); 
% hObject handle to figure 
% eventdata reserved - to be defined in a future version of MA TLAB 
%handles structure with handles and user data (see GUIDATA) 
% Get default command line output from handles structure 
varargout{ I} = handles.output; 
% --- Executes on button press in start. 
function start_ Callback(hObject, eventdata, handles) 
% hObject handle to start (see GCBO) 
% eventdata reserved - to be defined in a future version of MA TLAB 
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d I =getdata( A I); 
%downsample ( d I ,50); 
E=str2n um(get(hand les. E lastci ty, 'String')); 
a=str2num(get(handles.Dia,'String')); 
d=str2num(get(handles.Depth,'String')); 
f=((8* E* I e3 *a* I e-3 *d* I e-3)/3); 
F=num2str(f); 
set(hand les. force, 'String' ,F); 
if (E-1 00>=0) 
set(hand les. E lastc ity, 'String','# Error#'); 
set(handles. force,'String', '#Error#'); 
else 
e=num2str(E); 












set(hand les .Depth ,'String','# Error#'); 







set(handles.textl ,'String','Needle is not inserted'); 
else 
set(handles.text I ,'String','Needle is inserted'); 
end 
function Elastcity _ Callback(hObject, eventdata, handles) 
% hObject handle to Elastcity (see GCBO) 
% eventdata reserved -to be defined in a future version of MA TLAB 
%handles structure with handles and user data (see GUIDATA) 
% Hints: get(hObject,'String') returns contents of Elastcity as text 
% str2double(get(h0bject,'String')) returns contents of Elastcity as a double 
% --- Executes during object creation, after setting all properties. 
function Elastcity _ CreateFcn(hObject, eventdata, handles) 
% hObject handle to Elastcity (see GCBO) 
% eventdata reserved - to be defined in a future version of MA TLAB 
%handles empty- handles not created until after all CreateFcns called 
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% Hint: edit controls usually have a white background on Windows. 






function Dia_ Callback(hObject, eventdata, handles) 
% hObject handle to Dia (see GCBO) 
% eventdata reserved - to be defined in a future version of MA TLAB 
%handles structure with handles and user data (see GUIDAT A) 
%Hints: get(hObject,'String') returns contents of Dia as text 
% str2double(get(h0bject,'String')) returns contents of Dia as a double 
% --- Executes during object creation, after setting all properties. 
function Dia_CreateFcn(hObject, eventdata, handles) 
% hObject handle to Dia (see GCBO) 
% eventdata reserved - to be defined in a future version of MA TLAB 
%handles empty- handles not created until after all CreateFcns called 
% Hint: edit controls usually have a white background on Windows. 






function Depth_Callback(hObject, eventdata, handles) 
% hObject handle to Depth (see GCBO) 
% eventdata reserved - to be defined in a future version of MA TLAB 
%handles structure with handles and user data (see GUIDAT A) 
% Hints: get(hObject,'String') returns contents of Depth as text 
% str2double(get(h0bject,'String')) returns contents of Depth as a double 
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% --- Executes during object creation, after setting all properties. 
function Depth_ CreateFcn(hObject, eventdata, handles) 
% hObject handle to Depth (see GCBO) 
% eventdata reserved - to be defined in a future version of MA TLAB 
%handles empty- handles not created until after all CreateFcns called 
%Hint: edit controls usually have a white background on Windows. 






function force_ Callback(hObject, eventdata, handles) 
% hObject handle to force (see GCBO) 
% eventdata reserved - to be defined in a future version of MA TLAB 
%handles structure with handles and user data (see GUIDATA) 
% Hints: get(hObject,'String') returns contents of force as text 
% str2double(get(h0bject,'String')) returns contents of force as a double 
% --- Executes during object creation, after setting all properties. 
function force_ CreateFcn(hObject, eventdata, handles) 
% hObject handle to force (see GCBO) 
% eventdata reserved - to be defined in a future version of MA TLAB 
% handles empty - handles not created until after all CreateFcns called 
% Hint: edit controls usually have a white background on Windows. 
% See ISPC and COMPUTER. 
ifispc 
set(hObject,'BackgroundColor','white'); 
else 
set(hObject,'BackgroundColor',get(O,'defaultUicontrolBackgroundColor')); 
end 
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